Evaluation of uterine ultrasound imaging in cervical radiotherapy; a comparison of autoscan and conventional probe

Baker, Mariwan; Cooper, David T.; Behrens, Claus F.

Published in:
British Journal of Radiology

Link to article, DOI:
10.1259/bjr.20160510

Publication date:
2016

Document Version
Publisher's PDF, also known as Version of record

Link back to DTU Orbit

Citation (APA):
FULL PAPER

Evaluation of uterine ultrasound imaging in cervical radiotherapy; a comparison of autoscan and conventional probe

1,2,3MARIWAN BAKER, PhD, 4DAVID T COOPER, BSc and 1CLAUS F BEHRENS, PhD

1Department of Oncology, Radiotherapy Research Unit, Herlev Hospital, University of Copenhagen, Copenhagen, Denmark
2Center for Fast Ultrasound Imaging, Department of Electrical Engineering, Technical University of Denmark, Lyngby, Denmark
3Center for Nuclear Technologies, Technical University of Denmark, Roskilde, Denmark
4Elekta Ltd., Montréal, QC, Canada

Address correspondence to: Dr Mariwan Baker
E-mail: mariwan.baker@regionh.dk

Objective: In cervical radiotherapy, it is essential that the uterine position is correctly determined prior to treatment delivery. The aim of this study was to evaluate an autoscan ultrasound (A-US) probe, a motorized transducer creating three-dimensional (3D) images by sweeping, by comparing it with a conventional ultrasound (C-US) probe, where manual scanning is required to acquire 3D images.

Methods: Nine healthy volunteers were scanned by seven operators, using the Clarity® system (Elekta, Stockholm, Sweden). In total, 72 scans, 36 scans from the C-US and 36 scans from the A-US probes, were acquired. Two observers delineated the uterine structure, using the software-assisted segmentation in the Clarity workstation. The data of uterine volume, uterine centre of mass (COM) and maximum uterine lengths, in three orthogonal directions, were analyzed.

Results: In 53% of the C-US scans, the whole uterus was captured, compared with 89% using the A-US. F-test on 36 scans demonstrated statistically significant differences in interobserver COM standard deviation (SD) when comparing the C-US with the A-US probe for the inferior–superior ($p < 0.006$), left–right ($p < 0.012$) and anteroposterior directions ($p < 0.001$). The median of the interobserver COM distance (Euclidean distance for 36 scans) was reduced from 8.5 (C-US) to 6.0 mm (A-US). An F-test on the 36 scans showed strong significant differences ($p < 0.001$) in the SD of the Euclidean interobserver distance when comparing the C-US with the A-US scans. The average Dice coefficient when comparing the two observers was 0.67 (C-US) and 0.75 (A-US). The predictive interval demonstrated better interobserver delineation concordance using the A-US probe.

Conclusion: The A-US probe imaging might be a better choice of image-guided radiotherapy system for correcting for daily uterine positional changes in cervical radiotherapy.

Advances in knowledge: Using a novel A-US probe might reduce the uncertainty in interoperator variability during ultrasound scanning.

INTRODUCTION

In cervical radiotherapy organ motion, tumour regression and setup variations may occur and therefore, daily pretreatment verification imaging is desirable.1,2 Recently, various three-dimensional (3D) ultrasound systems have been introduced as alternative image-guided radiotherapy (IGRT), such as the Clarity® system, Model 310C00 (Elekta, Stockholm, Sweden).3-5

In cervical IGRT, there are some challenges in using the ultrasound imaging system such as interoperator variability while performing transabdominal scans.6 Another drawback is that daily ultrasound probe pressure variations might cause prostate and target displacement.7 There is limited literature on gynaecological ultrasound scan, but many articles on prostate ultrasound scanning. Some studies have claimed that prostate displacement might occur owing to probe pressure,8-11 while others have speculated that the impact on uterus displacement is less significant.12

The conventional ultrasound (C-US) probe is a frequently used ultrasound IGRT system. For example, the Clarity C-US probe, a transabdominal imaging tool, can acquire ultrasound images of the prostate in the transversal plane, using a manual sweep technique. Ultrasound scanning of the uterus requires a sweep-slide technique, which was shown to be cumbersome and might lead to undesired
METHODS AND MATERIALS

Volunteers
Nine healthy volunteers, with a mean age of 44 years (27-57 years), were scanned by six radiation therapy technologists and one physicist. Each operator performed subsequent scanning with both C-US and A-US. The study was approved by the national ethical committee, and voluntary informed consent was obtained for each participant according to the World Medical Association Declaration of Helsinki (1975/2000). The volunteers were placed in a supine position and instructed to remain still throughout the subsequent scans. To ensure better image quality, the volunteers were requested to comply with a moderate bladder-filling protocol.

Clarity ultrasound system
The Clarity system consists of two mobile units (one in the CT room and the second in the treatment room), which are connected through a workstation/server. The workstation was used for target delineation, measuring the uterine length as well as retrieving the volume (calculated by Clarity), distance and interobserver uterine volume overlap. Details of ultrasound 3D image reconstructions and precision of the system are explained thoroughly in a previous study. In short, a ceiling-mounted infrared (IR) camera, capable of tracking the ultrasound probes by monitoring the IR reflectors fixed to them, is central for determining the geographical position of the reconstructed anatomical structures (Supplementary Figure A).

Conventional ultrasound and autoscan ultrasound probes
The C-US probe consists of a transducer array of 128 elements, using a centre frequency of 3.4 ± 0.3 MHz. The probe is provided with IR reflectors fixed in such a way that they can be detected by the ceiling-mounted IR camera [Supplementary Figure A (a,d,f)]. The camera cannot detect the reflectors if the probe is, for instance, turned 90°; thus, this restricts image acquisition to only the transversal plane. Initially, the probe is tilted backwards to localize the vaginal region, followed by sweeping to the vertical position. Approximately half of the uterine volume can be captured by the sweep; thus, a cranial slide technique is required to cover the rest of the uterus.

The A-US probe comprises a similar type of transducer, but with a centre frequency of 5.0 ± 0.5 MHz. Initially, and prior to acquiring the scan, the desired uterine structure is identified in the sagittal plane. The transabdominal scan is achieved by selecting a central slice of the uterine volume, and then allowing the motorized head to automatically sweep over the uterine volume.

Image acquisition and organ delineation
The C-US probe images, axial and sagittal images, superimposed to the A-US probe images without the application of any alignment shifts. In the Clarity workstation, this step is required to be able to read the interobserver values of delineated uterine structures. Two observers (MB and DTC), a physicist and an ultrasound specialist, independently delineated the uterine structure in the 72 acquired scans: 36 scans from the C-US and 36 scans from the A-US probe. To avoid biases, only one image (either C-US or A-US) was visible at a time while segmenting the uterine structure. The outlined uterine structures served to determine the interobserver contouring variability. Since the image acquisitions are acquired by different operators, the interoperator variability is immanent to the interobserver variability. The observer MB recontoured the uterine structure to investigate intraobserver variability. To prevent any recall bias when conducting the second segmentation of the same volunteer, the observer was not aware of the previous result and reanalyzed all the subsequent C-US and A-US images 2 weeks after the first delineation. The uterus delineation procedure was always carried out as follows: the observer outlined (free-hand delineation) the uterine structure in three slices in the transversal plane: one slice in the cranial and one slice in the caudal uterine peripheral endings, and a third slice at the centre of the uterus. Secondly, the uterus was outlined in the central sagittal slice. Finally, based on the manually drawn contours, the Clarity segmentation algorithm was used to segment the whole uterus. The algorithm in the workstation is available to use on any data set regardless of the probe used and the segmentation is reliant only on the image quality and the amount of the uterine body captured.

The same window and level settings of the segmentation algorithm were used for both observers. The algorithm is based on a discrete dynamic contouring algorithm. It starts with an initial contour and moves the points in a graded sequence to balance external forces (that push points towards gradients in the image) and internal forces (that maintain smoothness). The delineated uterine structures were classified into two groups: one group with all the scans and the other group with the best scans (scans where both C-US and A-US images showed the whole uterus).

Data collection and statistical analysis
The interobserver differences in uterine centre of mass (COM) position between Observer 1 (OBS 1) and Observer 2 (OBS 2) were calculated in the inferior–superior (I/S), left–right (L/R) and anteroposterior (A/P) directions, respectively. Furthermore, the overall mean [±1 standard deviation (SD)] of the differences was calculated to compare the C-US and A-US probe scans. Moreover, the maximum uterine length (largest length of the
delineated uterus) was measured in the three directions. Finally, the Euclidean space distance (3D vector) of COM between OBS 1 and OBS 2 was calculated for both the C-US and the A-US probe scans.

In addition, an $F$-test was applied to compare the variance in interobserver COM differences for the C-US and A-US probes in all three cardinal directions. The null hypothesis was that there was no significant difference in variance. The $p$-values were calculated for a 95% confidence interval (CI). Statistical predictive inference was applied to illustrate the prediction interval for OBS 1 and OBS 2 in determining the uterine volume, when comparing the C-US and A-US probes. Similarly, the predictive inference was applied on the maximum uterine length to investigate whether the two observers were more concordant in uterine segmentations based on A-US images than on C-US images. Finally, the Dice coefficient or Sørensen–Dice index (DI) (ranges between 0 and 1) was utilized to check the overlap of the uterine volume outlined by OBS 1 ($V_1$) and the uterine volume outlined by OBS 2 ($V_2$) (Equation (1)). For the data and statistical analysis, the statistical program R (v. 2.15.3) was used.

$$\text{DI} = \frac{2|V_1 \cup V_2|}{|V_1| + |V_2|}$$

RESULTS

Figure 1(a,b) illustrates that the A-US probe can yield images with slightly better spatial resolution than the C-US probe. In addition, Figure 1(c,d) exemplifies a uterus scan where the image is incomplete using the C-US probe, owing to the difficulty in identifying the uterus in the transversal plane while manually scanning the pelvic region. As a result, the whole uterus was captured in only 19 (53%) scans using the C-US probe, whereas the corresponding figure for the A-US probe was 32 (89%).

Table 1 summarizes the calculated overall mean of interobserver COM differences using the C-US and A-US probes in all three orthogonal directions. Similarly, the computed mean of intraobserver COM differences are tabulated. When comparing the A-US with the C-US probe, the reduction in SD was statistically significant ($F$-test) in all three directions, the only exception being intraobserver delineations in the A/P direction. In addition, the largest interobserver difference was 23 mm in the A/P direction using the C-US probe, whereas the largest value was 9 mm in the I/S direction when using the A-US probe. Finally, the largest SD was found to be 6.6 mm for interobserver COM differences in the A/P direction using the C-US probe.

Application of the $F$-test on all 36 scans demonstrated a statistically significant different SD for interobserver COM when...
comparing the C-US with the A-US probe for the I/S direction ($p = 0.006$), L/R ($p = 0.012$) and A/P directions ($p < 0.001$) (Table 2). In contrast, the corresponding $F$-test on the best 19 scans indicated no significant differences, except for a weak difference in the A/P direction ($p = 0.04$).

Euclidean COM distances for interobserver and intraobserver scans were calculated (Figure 2). For interobserver and all scans (a), the median of the distances was reduced from 8.5 (C-US) to 6.0 mm (A-US), whereas for the best scans (b), the reduction was only from 5.3 (C-US) to 4.9 (A-US). However, the intraobserver graphs (c,d) illustrate that for all and for the best scans, the median of distance is around 5.0 mm, irrespective of whether the C-US or A-US probe was employed. Moreover, an $F$-test revealed that for all scans and interobserver COM distance, there were strong significant differences in SD when comparing the C-US with the A-US probe scans ($p < 0.0001$). However, the difference was not significant for intraobserver distances.

The mean uterine volume was calculated as 117 $\pm$ 59 and 125 $\pm$ 64 cm$^3$ for the C-US and A-US probe scans, respectively. The Dice coefficient index (mean value) was calculated as 0.67 and 0.75 for the C-US and A-US probe scans, respectively. Furthermore, when applying regression analysis for the uterine volume of OBS 1 as a function of the uterine volume of OBS 2, the predicted interval remained almost unchanged when comparing all C-US and A-US scans [Figure 3(a,b)]. However, for the best scans, the interval was obviously smaller for the A-US than for the C-US scans [Figure 3(c,d)]. Moreover, when analyzing the uterine volume delineated by the same observer (intraobserver), the predicted

<table>
<thead>
<tr>
<th>COM directions</th>
<th>Interobserver$^a$ Mean $\pm$ 1SD (mm)</th>
<th>Intraobserver$^b$ Mean $\pm$ 1SD (mm)</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>C-US probe</td>
<td>A-US probe</td>
</tr>
<tr>
<td>I/S</td>
<td>$3.2 \pm 6.3$</td>
<td>$1.8 \pm 3.9$</td>
</tr>
<tr>
<td>L/R</td>
<td>$0.9 \pm 5.5$</td>
<td>$0.0 \pm 3.6$</td>
</tr>
<tr>
<td>A/P</td>
<td>$-0.4 \pm 6.6$</td>
<td>$0.4 \pm 3.6$</td>
</tr>
</tbody>
</table>

Maximum length

<table>
<thead>
<tr>
<th></th>
<th>A/P</th>
<th>I/S</th>
<th>L/R</th>
</tr>
</thead>
<tbody>
<tr>
<td>OBS 1</td>
<td>$70/69 \pm 16$</td>
<td>$83/77 \pm 22$</td>
<td>$59/59 \pm 17$</td>
</tr>
<tr>
<td>OBS 2</td>
<td>$68/69 \pm 13$</td>
<td>$84/80 \pm 20$</td>
<td>$69/68 \pm 13$</td>
</tr>
</tbody>
</table>

Uterine volume

<table>
<thead>
<tr>
<th></th>
<th>C-US probe</th>
<th>A-US probe</th>
</tr>
</thead>
<tbody>
<tr>
<td>I/S</td>
<td>$69/69 \pm 13$</td>
<td>$83/79 \pm 23$</td>
</tr>
<tr>
<td>L/R</td>
<td>$74/73 \pm 14$</td>
<td>$87/83 \pm 23$</td>
</tr>
<tr>
<td>A/P</td>
<td>$121/112 \pm 60$</td>
<td>$65/67 \pm 13$</td>
</tr>
</tbody>
</table>

A/P, anteroposterior; I/S, inferior-superior; L/R, left-right; OBS 1, Observer 1; OBS 2, Observer 2; SD, standard deviation.

$^a$Interobserver: the differences between two observers.

$^b$Intraobserver: the differences between two delineations by the same observer.

Table 2. $F$-test of the standard deviation for interobserver uterine centre of mass (COM) differences as well as interobserver and intraobserver Euclidean COM distances in all the three orthogonal directions (the test is performed for all scans and the best scans)

<table>
<thead>
<tr>
<th>Directions</th>
<th>All scans ($n = 36$)</th>
<th>Best scans$^a$ ($n = 19$)</th>
</tr>
</thead>
<tbody>
<tr>
<td>I/S</td>
<td>2.61 (1.33–5.33)</td>
<td>1.16 (0.45–3.01)</td>
</tr>
<tr>
<td>L/R</td>
<td>2.38 (1.21–4.67)</td>
<td>1.84 (0.71–4.77)</td>
</tr>
<tr>
<td>A/P</td>
<td>3.29 (1.68–6.45)</td>
<td>2.83 (1.09–7.35)</td>
</tr>
</tbody>
</table>

A/P, anteroposterior; CI, confidence interval; I/S, inferior-superior; L/R, left-right.

$^a$Best scans: the ultrasound scans where the whole uterus is captured with both the autoscan ultrasound and conventional ultrasound probes.
interval was significantly reduced for the A-US compared with the C-US scans, for all and for the best scans [Figure 3(e–h)].

Finally, the predictive interval was applied on the maximum uterine length for all 36 scans (Figure 4). The A-US scans revealed a smaller/narrower predictive interval compared with the C-US scans, especially in the I/S and A/P directions.

DISCUSSION

Transabdominal ultrasound imaging has been used as prostate interfraction IGRT; but, to our knowledge, there are very few studies employing such imaging in external cervical radiotherapy. A clinical trial for a cervical brachytherapy study comprising 192 patients, based on transabdominal ultrasound scan, was recently published. The study compared ultrasound imaging with MRI modality and demonstrated that the ultrasound scan can replace MRI as an alternative image-guided modality. Another brachytherapy study, also applying ultrasound transabdominal scan vs MRI and including 20 patients, verified a strong correlation between the modalities in uterine, cervical and central disease delineations. In a previous ultrasound study of the Clarity C-US probe on patients with cervical cancer, the pros and cons of the C-US probe system were addressed. Interoperator uncertainties due to the difficulty in performing sweep-slide imaging in addition to variation in the probe pressure limit the use of the C-US probe as a cervical IGRT system. Thus, the overall quality of the acquired ultrasound image is a result of a combination of different factors stemming, particularly, from the operator performance. The American Association of Physicists in Medicine stresses that clinical ultrasound training of the operators is of utmost prominence.

The A-US transducer used in this study inherits identical characteristics as the real-time monitoring autoscan, initially designed for transperineal prostate tracking, but was modified to perform transabdominal imaging. Since the system was not provided with a robotic arm, and our software was not adapted for real-time monitoring, the probe was incapable of real-time tracking of the uterus and thus was unable to determine intrafractional motion, which otherwise would be an interesting field to investigate. Even though there is no study regarding applying transperineal scan for the GYN patients, it is doubtful whether this technique is clinically possible owing to the complexity of the female anatomical structures and the large uterine volume.

All the operators in the present study reported that it was easier to handle the A-US probe, particularly when identifying the uterus and bladder in the sagittal plane; however, some of the operators, 11% of the A-US scans, were not able to capture the entire uterine volume. Furthermore, image acquisition was performed more quickly and less probe pressure was exerted during A-US probe scanning. Moreover, the image detail of the A-US probe scan was slightly better than that of the C-US probe [Figure 1(a,b)], the reason being the higher transducer frequency used in the former. The higher frequency provides better spatial (axial and lateral) resolution. In addition, the study...
revealed that the A-US is superior to the C-US probe for capturing the whole uterine volume (Figure 1(c–d)).

The SD of the COM differences demonstrated that the A-US probe scans resulted in less interobserver and intraobserver variability. The A-US probe also yielded a lower Euclidean median COM difference. However, for the best scans, the F-test indicated no statistically significant differences owing to better interobserver delineation concordance for scans with the whole uterus imaged, irrespective of the type of probe. These findings warranted further investigation of the uterine COM point by examining the Euclidean space distance between the C-US and A-US uterine COM. The interobserver box plot of Euclidean distances revealed a median distance reduction of 2.5 mm with the A-US probe. However, when the whole uterine volume was imaged (best scans), the benefit provided by the A-US probe was minimal (Figure 2b).

As one uterine COM point did not reveal substantial data on the outlined large uterine volume, the maximum uterine length in all three directions was examined. The predictive interval indicated better interobserver concordance when applying the A-US compared with the C-US probe. However, the benefit was limited in the L/R-direction, which can be attributed to the poor lateral image resolution in both the C-US and the A-US probe scans. Nevertheless, owing to better spatial resolution of the A-US probe images in the sagittal plane, especially in the vicinity of the fundus, bladder–uterus and the posterior part of the uterus, the observers were more consistent when using the A-US probe images than when using the C-US probe images.

The large SD of the uterine volume confirms significant interobserver contouring variability. This could result from the fact that in the "all scans" group, a number of scans do not contain an image of the whole uterus and therefore, the observers estimated the missing part, leading to larger variations. Another reason might be the challenge in contouring the uterine structure in the vaginal region, where larger interobserver deviations were anticipated. These results suggest the need for target delineation guidelines to improve contouring consistency and thus higher interobserver spatial concordance. To emphasize this necessity, the predictive interval indicated that the same observer most likely followed a similar delineation procedure, leading to less intraobserver variability compared with the discordance in interobserver delineation. However, the intraobserver results should be taken with caution, since they are based on only one observer.

The Dice coefficient index verified good concordance using the A-US probe (CI = 0.75) but only modest concordance with the C-US probe (CI = 0.67). The highest interobserver discordance stems from inaccurate uterine segmentation in the missing part of the imaged uterus using the C-US probe, which is eliminated while comparing the "best scans" group, in which the concordance is good for both A-US (CI = 0.75) and C-US (CI = 0.71). The present result is comparable with an MRI-/CT-based cervix, uterus, vagina and parametria delineation study performed by 19 experienced observers, where the kappa value, a statistic tool to measure interobserver overlap agreement, for uterine delineation was 0.57 (the theoretical range of the kappa value is 0–1, where 0 implies no agreement and...
I reflects perfect agreement, and the range 0.41–0.60 interprets as moderate agreement).

Despite the promising results of using the A-US probe for IGRT, the present study suffers from statistical limitations. Firstly, this volunteer study should be replicated on patients with cervical cancer, including larger number of participants and greater number of acquired scans. The cervical tumour can, for instance, be large and deform the actual shape of the uterus, possibly leading to greater interobserver delineation variability. Secondly, the mean age of patients is normally higher than that of our volunteers (44 years). In the present study, we experienced that the uterine structure was easier to identify visually in the younger volunteers. Thirdly, target contouring should preferably be performed by several specialized radiologists and/or oncologists. Fourthly, despite the lack of clinical study regarding exerted probe pressure required to acquire sufficient image quality, the magnitude of the uterine displacement might be strongly correlated to the bladder-filling variations. Lastly, a quantitative image analysis of the C-US and A-US probe images, as well as a study of interoperator variability, is recommended for future study.

CONCLUSION
The A-US probe imaging might be a more accurate technology than the C-US probe imaging in terms of better spatial resolution, facilitating the capture of the whole uterus and less applied probe pressure. In our results, the A-US probe led to less interoperator variability and consequently less contouring variations. In conclusion, the A-US probe compared with the C-US probe ultrasound imaging might be a better IGRT system for correcting for daily uterine positional changes in cervical radiotherapy.

ACKNOWLEDGMENTS
We would like to thank all our colleagues who helped us conduct this study: Gullander L [radiation therapy technologist (RTT)], Pedersen S K (RTT) Zarp T (RTT), Jacobsson S (RTT), Pazhang S (radiographer) and Lynnerup VK (radiographer). We would also like to acknowledge Elekta’s support for this study.

CONFLICTS OF INTEREST
The present study is a part of a 3-year PhD research project at Herlev, which is granted by Elekta, Inc.
REFERENCES


