Automated contact area measurement on structured surfaces

Küçükyıldız, Ömer C.; Jensen, Sebastian H. N.; De Chiffre, Leonardo

Published in:
Proceedings of the 18th International Conference of the European Society for Precision Engineering and Nanotechnology

Publication date:
2018

Document Version
Publisher's PDF, also known as Version of record

Link back to DTU Orbit

Citation (APA):

General rights
Copyright and moral rights for the publications made accessible in the public portal are retained by the authors and/or other copyright owners and it is a condition of accessing publications that users recognise and abide by the legal requirements associated with these rights.

- Users may download and print one copy of any publication from the public portal for the purpose of private study or research.
- You may not further distribute the material or use it for any profit-making activity or commercial gain
- You may freely distribute the URL identifying the publication in the public portal

If you believe that this document breaches copyright please contact us providing details, and we will remove access to the work immediately and investigate your claim.
Automated contact area measurement on structured surfaces

Ömer C. Kücükylidiz\textsuperscript{1,a)}, Sebastian H. N. Jensen\textsuperscript{2)}, Leonardo De Chiffre\textsuperscript{1)}

\textsuperscript{1}Department of Mechanical Engineering, Technical University of Denmark
\textsuperscript{2}Department of Applied Mathematics and Computer Science, Technical University of Denmark

*omecok@mek.dtu.dk

Abstract

Structured surfaces involved in a tribological test are quantified using an automated contact area measurement method. The method involves an image segmentation algorithm based on local image gradient extrema. The gradients are then used to accurately determine band-edge segmentation in order to measure the line thickness of the structured surfaces. The traceability of the method was established through an optical standard from NPL in the line-thickness range 10 -100 $\mu$m achieving expanded uncertainties in the range 0.5-1.9 $\mu$m. The specimen line thickness of different combinations of asperity angle and deformation load, were subject to 10 repeated automatic measurements. The combination of the parameters produce different contact areas, which are interesting for the tribological properties of the surfaces.

1. Introduction

In connection with the use of brass specimens featuring structured surfaces in a tribology test, an algorithm was developed for automatic measurement of the contact area by optical means \cite{1}. In this work, the uncertainty estimation of the method is expanded to include the repeatability of the method by carrying out repeated measurements on specimens with varying structured surface. The surfaces are determined by a combination of the initial undeformed asperity angle and the amount of deformation load. The deformation is caused by a simultaneous normal load and a pull transversely to the asperities in a micro-tribotester \cite{2}.

2. Method

2.1. Repeated measurements

Structured surfaces with three different asperity angles, each surface containing 10-12 asperities, were produced by milling free cutting brass specimens with a section of 8mm x 8mm. Fig. 1 shows a side view of the surface asperities before deformation while Fig. 2 (left side) shows the surface structure seen from the top after deformation. These specimens were then subjected to three different deformation loads, as shown in Table 1.

\begin{table}[h]
\centering
\caption{Asperity angles and deformation loads.}
\begin{tabular}{|l|c|c|c|}
\hline
Specimen & A & B & C \\
\hline
Asperity angle [°] & 90 & 60 & 35 \\
Deformation load [kN] & 1 & 2 & 4 \\
\hline
\end{tabular}
\end{table}

Measurements were carried out on 10 repeated images of each deformed surface captured as single digital photographs using an Alicona optical microscope with a 5x objective magnification and co-axial light illumination. An automated image segmentation algorithm was used in order to quantify the contact line thicknesses. The contact area of the specimen after deformation is visible on the digital image as 10-12 parallel lines in adequate contrast to the background (fig. 2).

\begin{figure}[h]
\centering
\includegraphics[width=0.5\textwidth]{figure1.png}
\caption{Light optical images of the asperity angles denoted in table 1.}
\end{figure}

\begin{figure}[h]
\centering
\includegraphics[width=0.5\textwidth]{figure2.png}
\caption{Input image (left) and the segmented image (right) of specimen C. Total dimensions are 8 mm x 8 mm.}
\end{figure}

2.2. Image segmentation algorithm

The approach to segmentation is simple; the contact surface area is characterized by a strong intensity contrast to the background. Thus, the contact surface edge will be characterized by large magnitude gradients. Additionally the contact lines are safely assumed to be horizontal on the
images, thus the search only takes place along the vertical gradients.

A simple algorithm is devised that finds the upper and lower edge of a contact area via gradient segmentation. The complete area is then segmented as the region between the upper and lower edges. The procedure is described in the following.

Let I be the input image in grayscale, u the upper edge gradient threshold, l the lower edge gradient threshold, S the structuring element and K the maximum contact surface width.

\[ I_u = \frac{dI}{dy} > u \]  
\[ I_l = \frac{dI}{dy} < l \]  
\[ S_u = 0_K \]  
\[ S_l = 1_{K+1} 0_K \]

The segmented image B is then obtained from the input image I by finding the upper and lower edge of the contact surface via gradient thresholding.

\[ B = (I_u \bigoplus S_u) \bigcup (I_l \bigoplus S_l) \]  

Then the complete segmentation is produced by growing the edges towards each other (by dilation, \( \bigoplus \)) and taking the union of the grown regions.

A result of automatic segmentation is shown in Fig. 2 (right) compared to the input image of the contact lines (left).

2.3. Uncertainty quantification

The expanded uncertainty (k=2) of the imaging and subsequent segmentation was determined on the background of 10 repeated measurements on NPL optical dimensional standard pattern 4U with range 10-100 \( \mu m \) and with calibration uncertainty 0.14 \( \mu m \) [3]. The uncertainty related to the repeated measurements on the three specimens A-C is added to the expanded uncertainty, which is determined according to the GUM [4]:

\[ U = k \cdot \sqrt{u_{\text{ref}}^2 + u_{\text{rep}}^2 + u_{\text{spec}}^2 + u_{l}^2 + u_{c}^2} \]

where

- \( u_{\text{ref}} \): uncertainty from reference standard calibration
- \( u_{\text{rep}} \): uncertainty from repeatability of measurements on the reference standard
- \( u_{\text{spec}} \): uncertainty from repeatability of measurements on a single line of the specimen
- \( u_{l} \): uncertainty from line width variation across the specimen
- \( u_{c} \): uncertainty from coefficient of thermal expansion of specimen

3. Results

The average of the 10 repeated automated measurements and the expanded uncertainty for each line thickness were calculated for each of the three specimens A-C.

The uncertainty of the measurement result depends on a combination of the uncertainty of the method and the characteristics of the deformed asperity. A large deformation of the asperity leading to burr formation is sensitive to light conditions between repeated measurements, which increases the uncertainty.

![Figure 3. Automatic determination of average line width for specimens A-C. Each symbol represents the average of 10 repeated measurements. Error bars show the expanded measurement uncertainty (k=2).](image)

The average line width and average expanded uncertainty for each specimen were calculated and are reported in Table 2.

<table>
<thead>
<tr>
<th>Specimen</th>
<th>Y [( \mu m )]</th>
<th>STD. Y [( \mu m )]</th>
<th>U [( \mu m )]</th>
<th>U/Y</th>
</tr>
</thead>
<tbody>
<tr>
<td>A</td>
<td>15.3</td>
<td>0.4</td>
<td>0.8</td>
<td>6%</td>
</tr>
<tr>
<td>B</td>
<td>40.9</td>
<td>0.2</td>
<td>1.0</td>
<td>1%</td>
</tr>
<tr>
<td>C</td>
<td>88.5</td>
<td>0.5</td>
<td>1.9</td>
<td>2%</td>
</tr>
</tbody>
</table>

4. Discussion

Since the line widths of specimen A are small, the uncertainty coming from the calibration artefact is significant. For specimen C the large deformation of the asperity leads to burr formation that is sensitive to slightly changing light conditions between repeated measurements and thus increases the uncertainty. Specimen B is not affected by these errors and yields the lowest uncertainty. Based on the expanded uncertainties, the algorithm appears adequate in quantifying the line thickness for all three types of specimen surfaces.

5. Summary and conclusion

A method for automated measurement of structured surfaces featuring deformed horizontal lines from a digital image by the means of an algorithm has been presented. The procedure of the algorithm and the calculation of the expanded uncertainties of the method on three different surfaces have been exemplified. It was shown that the method is sufficient for quantifying the linewidths of the three examples of structured surfaces.

References

[1] Küçükylidiz Ö C, Jensen S H N and De Chiffre L 2016 Contact area measurements on structured surfaces Poster presented at Euspen’s S.I.G. Meeting, Copenhagen, Denmark