High-power green diode laser systems for biomedical applications

Müller, André

Publication date: 2013

Document Version
Publisher's PDF, also known as Version of record

Link back to DTU Orbit

Citation (APA):

General rights
Copyright and moral rights for the publications made accessible in the public portal are retained by the authors and/or other copyright owners and it is a condition of accessing publications that users recognise and abide by the legal requirements associated with these rights.

- Users may download and print one copy of any publication from the public portal for the purpose of private study or research.
- You may not further distribute the material or use it for any profit-making activity or commercial gain
- You may freely distribute the URL identifying the publication in the public portal

If you believe that this document breaches copyright please contact us providing details, and we will remove access to the work immediately and investigate your claim.
High-power green diode laser systems for biomedical applications

Ph.D. thesis at the Technical University of Denmark

by

André Müller

Supervisors: Professor Paul Michael Petersen
Research Professor Peter Eskil Andersen
Senior Scientist Ole Bjarlin Jensen

DTU Fotonik, Department of Photonics Engineering

June, 2013
Abstract

Due to their unique characteristics, diode lasers are increasingly attractive for numerous applications. For example, in the biomedical field the provided output power, spatial quality, and wavelength coverage of diode lasers has enabled their applications in, e.g., dermatology, diffuse spectroscopy and imaging, and fluorescence measurements. A major challenge in diode laser technology is to obtain high-power laser emission at wavelengths < 600 nm. Especially the green spectral range is of high importance, for example, in dermatology or for direct pumping of ultrashort pulsed lasers in conjunction with optical coherence tomography, two-photon microscopy or coherent anti-Stokes Raman scattering microscopy.

In order to provide high-power green diode laser emission, nonlinear frequency conversion of state-of-the-art near-infrared diode lasers represents a necessary means. However, the obtained output power of frequency doubled single emitters is limited by thermal effects potentially resulting in laser degradation and failure. In this work new concepts for power scaling of visible diode laser systems are introduced that help to overcome current limitations and enhance the application potential.

The underlying principle is spectral beam combining of multiple, comparable diode lasers with subsequent nonlinear frequency conversion. In the former approach multiple lasers are incoherently combined with an external optical component. With two 1062 nm tapered diode lasers and a reflecting volume Bragg grating more than 16 W of output power at combining efficiencies > 93% are obtained. Utilizing the wavelength tunability of diode lasers enables less critical optical alignment compared to lasers limited to specific atomic transitions. It is shown that spectral beam combining does not affect the beam propagation parameters and therefore efficiently increases the brightness of compact and cost-effective diode laser systems.

The condition of overlapping beams is an ideal scenario for subsequent frequency conversion. Based on sum-frequency generation of two beam combined diode lasers a 3.2 fold increase in visible output power compared to frequency doubling of a single emitter is achieved. It is shown that nonlinear frequency conversion significantly improves the spatial quality, which results in 3.9 W of diffraction-limited green light at maximum performance.

In order to increase the output power even further, the developed concept is expanded combining multiple diode lasers in a multiplexed grating. In case of three diode lasers, the unique tunability allows for matching emission wavelengths of simultaneous second harmonic generation and sum-frequency generation. The obtained output power is given by the sum of the individual contributions and indicates the potential for power scaling. Limited mainly by the acceptance bandwidths of nonlinear crystals and the practical realization of multiplexed gratings, this concept can be extended towards higher numbers of simultaneous
nonlinear frequency conversions in advanced, visible, high-power diode laser systems with increased application potential.

In order to prove the application potential of green diode laser systems a frequency doubled tapered diode laser is applied for direct pumping of a mode-locked titanium sapphire laser. The resulting pump efficiencies are reduced to 75% of the values achieved with a commercial green solid state laser. However, due to a superior wall-plug efficiency of the diode laser the overall efficiency of the titanium sapphire laser is improved by a factor of 2. In mode-locked operation, a spectral bandwidth of 112 nm allows for sub-20 fs pulses and proves the potential for future diode based compact and efficient titanium sapphire lasers.

Applying such a diode pumped titanium sapphire laser in optical coherence tomography of the retina and skin shows similar results as obtained by solid state pumped systems. Implementing the developed concept of frequency converted, beam combined diode laser systems will help to overcome the high pump thresholds for ultrabroad bandwidth titanium sapphire lasers, leading towards diode based high-resolution optical coherence tomography with enhanced image quality.

In their entirety, the obtained results clearly strengthen the application potential of diode lasers, including the biomedical field.
Abstrakt

Diodelasere er meget attraktive til mange anvendelser på grund af deres unikke egenskaber. For eksempel i det biomedicinske område gør parametre som høj udgangseffekt, god rumlig kvalitet og fleksibelt bølgelængde-område det muligt at anvende diodelasere i for eksempel dermatologi, diffus spektroskopi og billeddannelse eller fluorescensmålinger.

En stor udfordring i diodelaser teknologi er at opnå højt effekt ved bølgelængder < 600 nm. Især lys ved grønne bølgelængder har stor betydning, for eksempel i dermatologi eller til direkte pumpning af ultrakort pulsedes lasere sammen med optisk kohærens tomografi, to-foton mikroskopier eller kohærent anti-Stokes Raman mikroskopier.

En egnet metode til at få høj effekt ved grønne bølgelængder er ikke-lineær frekvenskonvertering af state-of-the-art infrarøde diodelasere. Desværre er frekvensfordobling af enkelte emitter begrænset på grund af termiske effekter som potentielt resulterer i dårligere performance eller ødelagte lasere. I dette arbejde introduceres nye koncepter for effekt skalering af synlige diodelaser systemer, som hjælper med at overvinde de nuværende begrænsninger og styrke anvendelsespotentialet.


Den resulterende stråle bestående af to overlappende stråler er ideel til efterfølgende frekvenskonvertering. Baseret på sum-frekvens generering af to kombinerede diodelasere er der opnået en 3.2 gange forøgelse i synlig udgangseffekt i forhold til frekvensfordobling af en enkelt emitter. Det vises også at ulineær frekvenskonvertering forbedrer den rumlige kvalitet, hvilket resulterer i 3.9 W diffракtionsbegrænset grønt lys ved maksimal strøm.

For at vise det fordelagtige i anvendelse af grønne diodelaser systemer, anvendes en frekvensfordoblet taperet diodelaser til direkte pumpning af en mode-locked titanium safir laser. Den resulterende pumpe effektivitet reduceres til 75% i forhold til en kommersiel grøn faststoflaser. Imidlertid øger den høje elektro-optiske effektivitet af diodelasere den samlede effektivitet af titanium safir laseren med en faktor to. Mode-locking resulterer i en spektral båndbredde på 112 nm som tillader sub-20 fs pulser og beviser potentialen for fremtidige diodelaser baserede kompakte og effektive titanium safir lasersystemer.

Anvendelse af en diode-pumpet titanium safir laser i optisk kohærens tomografi af nethinden og huden viser sammenlignelige resultater i forhold til kommersielle systemer. Tilføjelse af de udviklede koncepter af frekvenskonverterede kombinerede diodelaser systemer vil hjælpe med at overstige den høje pumpe tærskel for ultrabredbåndede titanium safir lasere og føre til diodelaser baseret optisk kohærens tomografi med høj opløsning og forbedret billedkvalitet.

I deres helhed styrker de opnåede resultater anvendelses-mulighederne af diodelasere, herunder i det biomedicinske område.
Preface

This thesis summarizes the results obtained during my Ph.D. project at DTU Fotonik, Department of Photonics Engineering at the Technical University of Denmark. The work was carried out between March 2010 and February 2013 under supervision of Professor Paul Michael Petersen, Research Professor Peter Eskil Andersen and Senior Scientist Ole Bjarlin Jensen. The project was mainly funded by the PhD program at DTU Fotonik. In addition, equipment and travel expenses were partially funded by the Danish Agency for Science, Technology and Innovation (Grant number 09-076196), FP7 FUN OCT (HEALTH, 2008-12), FP7 FAMOS (ICT, 2012-16), Otto Mønsted Fond, and Oticon Fonden.

During this project I performed the experimental work on spectral beam combining of diode lasers with subsequent nonlinear frequency conversion. Furthermore, I assisted in the development of compact diode laser based systems as pump sources for titanium sapphire lasers and their application in optical coherence tomography.

This thesis was presented for public examination on June 14, 2013 at the Technical University of Denmark. The evaluation committee consisted of Professor Michael Drewsen (Aarhus University), Professor Edik Rafailov (University of Denmark), and Professor Karsten Rottwitt (Technical University of Denmark). Minor corrections have been made to the originally submitted thesis before printing.
Acknowledgement

I would like to take the chance and express my gratitude to my supervisors for their trust, encouragement and support. It was a great pleasure to be part of your group and I’m thankful for our fruitful discussions and for sharing your knowledge and practical expertise. You made this an invaluable experience.

Within this project I had the opportunity to collaborate with colleagues in Berlin and Vienna. I’m especially grateful to Götz Erbert and Bernd Sumpf from Ferdinand-Braun-Institut, Leibniz-Institut für Höchstfrequenziertechnik in Berlin for providing me with state-of-the-art diode lasers for my experimental work and their commitment and helpful advice on technical and scientific matters.

Regarding the practical application of developed laser systems, I really enjoyed the cooperation with colleagues at Femtolasers Produktions GmbH in Vienna. Here I would like to thank Andreas Stingl and Tuan Le for their willingness to investigate the application potential of green diode laser systems as direct pump sources for titanium sapphire lasers.

I am also very thankful for the collaboration with our colleagues at the Medical University of Vienna. I explicitly thank Wolfgang Drexler for the opportunity of joint biomedical experiments and Angelika Unterhuber for her efforts implementing and testing our light source in optical coherence tomography systems.

Finally, I would like to thank all my colleagues at DTU Fotonik for creating such an excellent working atmosphere. I always felt welcome and it was a pleasure to work with you.
Table of contents

Abstract ......................................................................................................................... iii
Abstrakt ......................................................................................................................... v
Preface ................................................................................................................................. vii
Acknowledgement .............................................................................................................. ix
List of publications ........................................................................................................... xiii
List of abbreviations ......................................................................................................... xv
1. Introduction ....................................................................................................................... 3
   1.1. Key advantages of diode laser based systems ......................................................... 3
   1.2. Motivation for this work .......................................................................................... 4
   1.3. Structure of this thesis ............................................................................................ 5
2. Diode lasers ...................................................................................................................... 7
   2.1. Basic principle of diode lasers ................................................................................ 7
   2.2. Vertical structure and edge-emitting laser devices .................................................. 8
   2.3. Emission characteristics of diode lasers ................................................................. 11
      2.3.1. Power characteristics ...................................................................................... 11
      2.3.2. Spectral properties .......................................................................................... 12
      2.3.3. Spatial characteristics ..................................................................................... 15
3. Frequency conversion ..................................................................................................... 21
   3.1. Basic concept of nonlinear frequency conversion .................................................... 21
      3.1.1. Frequencies of the induced polarization ......................................................... 21
      3.1.2. The nonlinear coefficient ................................................................................ 22
      3.1.3. Intensity of the generated wave ...................................................................... 23
      3.1.4. Pump depletion ............................................................................................... 25
   3.2. Phase-matching ....................................................................................................... 26
      3.2.1. Birefringent phase-matching ......................................................................... 26
      3.2.1. Quasi phase-matching .................................................................................... 28
      3.2.2. Phase-matching tolerances ............................................................................ 30
   3.3. Boyd Kleinman analysis for frequency conversion .................................................. 34
   3.4. Nonlinear materials for generation of green light ..................................................... 35
   3.5. Basic setups for frequency conversion ..................................................................... 36
List of publications

Peer-reviewed journal publications


Conference proceedings


Other contributions


2. A. Müller, O. B. Jensen, P. E. Andersen, and P. M. Petersen, "Efficient generation of 3.9 W of diffraction-limited green light with spectrally combined tapered diode lasers," Oral presentation at Northern Optics 2012.
### List of abbreviations

<table>
<thead>
<tr>
<th>Abbreviation</th>
<th>Description</th>
</tr>
</thead>
<tbody>
<tr>
<td>CW</td>
<td>Continuous Wave</td>
</tr>
<tr>
<td>RW</td>
<td>Ridge-Waveguide</td>
</tr>
<tr>
<td>BA</td>
<td>Broad Area</td>
</tr>
<tr>
<td>TA</td>
<td>Tapered Amplifier</td>
</tr>
<tr>
<td>DBR</td>
<td>Distributed Bragg Reflector</td>
</tr>
<tr>
<td>DFB</td>
<td>Distributed Feedback</td>
</tr>
<tr>
<td>COMD</td>
<td>Catastrophic Optical Mirror Damage</td>
</tr>
<tr>
<td>DPSS</td>
<td>Diode Pumped Solid State</td>
</tr>
<tr>
<td>SHG</td>
<td>Second Harmonic Generation</td>
</tr>
<tr>
<td>SFG</td>
<td>Sum-Frequency Generation</td>
</tr>
<tr>
<td>QPM</td>
<td>Quasi Phase-Matching</td>
</tr>
<tr>
<td>LN</td>
<td>Lithium Niobate</td>
</tr>
<tr>
<td>PPLN</td>
<td>Periodically Poled Lithium Niobate</td>
</tr>
<tr>
<td>AR</td>
<td>Antireflection</td>
</tr>
<tr>
<td>NA</td>
<td>Numerical Aperture</td>
</tr>
<tr>
<td>FWHM</td>
<td>Full Width at Half Maximum</td>
</tr>
<tr>
<td>SBC</td>
<td>Spectral Beam Combining</td>
</tr>
<tr>
<td>PTR</td>
<td>Photo-Thermo-Refractive</td>
</tr>
<tr>
<td>VBG</td>
<td>Volume Bragg Grating</td>
</tr>
<tr>
<td>DE</td>
<td>Diffraction Efficiency</td>
</tr>
<tr>
<td>OCT</td>
<td>Optical Coherence Tomography</td>
</tr>
</tbody>
</table>
To my parents,
Elke and Thomas

And to Anne,
for your sacrifices, patience, and love
1. Introduction

1.1. Key advantages of diode laser based systems

In 1960 Theodore Maiman demonstrated the first practical realization of a laser [1]. Since then the range of laser applications has increased enormously. Among the different types especially diode lasers became and are increasingly attractive. Compared to optically pumped lasers, such as diode pumped solid state lasers [2], diode lasers are electrically pumped and are by far the most efficient light sources currently available [3],[4]. In addition, chip technology enables to manufacture diode lasers at low cost and in high numbers. Dimensions of a few mm³ allow for realization of compact laser systems, increasing their application potential.

In the biomedical field the applications of diode based laser systems range from diagnostics and imaging applications, such as optical coherence tomography [5], fluorescence lifetime imaging [6], diffuse optical imaging [7], THz imaging [8] or laser Doppler imaging [9], to direct treatments, such as photocoagulation [10], photo-dynamic therapy [11] or biomodulation/bioactivation [12]. A more detailed review explaining the impact of diode lasers on selected biomedical applications is given in [13].

The application potential of diode lasers is strongly related to their emission properties. Regarding the continuous wave (CW) output power of edge-emitting diode lasers, several watts with nearly diffraction-limited beams are obtained with ridge-waveguide (RW) and tapered diode lasers [14],[15]. At the expense of spatial quality the output power can be increased even further with broad area (BA) diode lasers or diode laser bars and stacks [16],[17]. Additional optical feedback may help to improve the poor spatial properties of these devices [18]. With techniques such as mode-locking or gain-switching, diode lasers can also be operated in pulsed mode, resulting in picosecond pulses with repetition rates in the GHz range [19],[20].

Special types of diode lasers excluded from this work are vertical cavity surface emitting lasers. They are characterized by laser emission normal to the substrate surface and low threshold currents [21]. The limiting factor towards high-power emission with good spatial quality is the heat removal from the short active region [22].

Unlike lasers limited to specific atomic transitions, a much wider spectral range of 400 nm - 2 µm can be accessed by engineering the material composition of diode lasers [23]. Within the gain bandwidth the emission wavelengths can be tuned by injection current or laser temperature [21]. While spectral side-modes are suppressed at higher injection currents [24], improved single-mode emission can be obtained by intrinsic or external feedback [24],[25]. The latter also enables wavelength tuning over several tens of nanometers [26]. Wavelengths not obtained with current technology can be accessed by nonlinear frequency conversion [27]. This also
enables to increase the output power in certain regions such as the green spectral range where obtaining high-power diode laser emission is still challenging. All aspects such as output power, spatial quality, wavelength coverage and tunability, efficiency, size and production cost, are the reasons for diode laser technology being versatile and increasingly applicable, including the biomedical field.

1.2. Motivation for this work

For all laser applications certain laser parameters need to be fulfilled. As discussed above, diode lasers have proven their superior performance in many of these aspects. Figure 1 gives an overview on the obtained maximum output power (CW) of edge-emitting diode lasers within a spectral range of 300 nm - 1200 nm [13]. Within that range the highest output powers are obtained at near-infrared wavelengths. For example, up to 25 W were achieved with BA lasers between 800 nm - 1000 nm [28]. These lasers are ideally suited for dermatological applications, where output power, emission wavelength and absorption by blood are the key parameters.

![Figure 1: Overview on CW-output power versus emission wavelength reported for BA, RW and tapered diode lasers [13]. The striped rectangular shape between 500 nm and 600 nm indicates one current major challenge in diode laser technology, i.e., obtaining > 1 W of direct laser emission in the green-yellow spectral range.](image)

In the visible spectral range up to 5.6 W were reported for red-emitting BA lasers [29]. Due to their size, efficiency, and low power requirements, red diode lasers are preferred for applications such as diffuse spectroscopy and imaging. At blue emission wavelengths up to 1.6 W were obtained [30], applicable in fluorescence measurements that typically require low power laser emission.
A major challenge in diode laser technology is to obtain high-power emission in the green and yellow spectral range, as indicated by the marked region in Figure 1. Especially green lasers are of high importance in the biomedical field, for example, in dermatology or as direct pump sources of ultrashort pulsed lasers, see below. Nonlinear frequency conversion represents a necessary means to meet this challenge. State-of-the-art 1062 nm tapered diode lasers were reported with up to 12 W of output power and good spatial qualities [31]. These lasers have been shown to be very well suited for efficient, high-power frequency conversion, resulting in 1.58 W of green light [32]. At this level, green diode lasers have a competitive application potential in direct pumping of titanium sapphire (Ti:sapphire) lasers, required for biomedical applications such as two-photon microscopy [33], coherent anti-Stokes Raman scattering microscopy [34], or optical coherence tomography [35]. However, higher performance is required in order to overcome increased pump thresholds for ultrabroad bandwidth Ti:sapphire lasers in high-resolution OCT systems or to address other applications such as photocoagulation in conjunction with vascular diseases [36],[37],[38]. Unfortunately, increasing the output power of single emitter systems is limited by undesired heat effects that may lead to laser failure. The motivation for this work is to overcome these limitations and develop state-of-the-art high-power green diode laser systems. Based on spectral beam combining of comparable lasers and subsequent nonlinear frequency conversion, the developed concepts utilize the unique characteristics of diode lasers and significantly increase the performance of visible diode laser systems by individual or simultaneous nonlinear interactions.

A second motivation is to prove the competitiveness of green diode laser systems in the biomedical field by applying them as direct pump sources for Ti:sapphire lasers in optical coherence tomography (OCT) measurements.

1.3. Structure of this thesis

In the beginning, the chapters 2 and 3 provide a theoretical overview on diode lasers and nonlinear frequency conversion. Based on the example of tapered diode lasers used throughout the work, the basic principle of diode lasers, their vertical structure, and the emission characteristics of diode lasers are discussed.

The large field of nonlinear frequency conversion in this work is restricted to 2nd order phenomena, more precisely, second harmonic generation and sum-frequency generation. The overview on frequency conversion includes the basic concept behind these nonlinear phenomena, a brief discussion of well-established phase-matching techniques, and Boyd-Kleinman theory regarding the optimum focusing condition. All theoretical examples are based on lithium niobate crystals as applied in this work. In addition, alternative nonlinear materials for green light generation and different approaches towards frequency conversion are briefly discussed.
The second part of this thesis summarizes the obtained experimental results. While chapter 4 describes the concept of spectral beam combining, chapter 5 discusses the utilization of this concept in generating multiple watts of green light by efficient sum-frequency generation of spectrally combined diode lasers. Chapter 6 illustrates how multiplexed gratings can be applied in order to efficiently extend this new concept, generating visible laser emission from simultaneous nonlinear interactions. The final two chapters focus on the application potential of green diode laser systems. While chapter 7 shows the results obtained with direct pumping of ultrashort pulsed Ti:sapphire lasers, chapter 8 summarizes the results achieved in OCT measurements of the retina and skin with a diode pumped Ti:sapphire laser system. A summary of the obtained results and brief outlooks on power scaling of future visible diode laser systems and their application in OCT measurements concludes this work.
2. Diode lasers

2.1. Basic principle of diode lasers

Compared to other laser types with sharp energy levels, diode lasers are based on broad energy bands. The lower band referred to as the valance band and the upper band referred to as the conduction band are separated by a band gap with the energy $E_g$. The band gap energy of typical III-V compound semiconductors is in the range of $0.5 \text{ eV} - 2.5 \text{ eV}$, depending on the material composition. Based on the following relation [21]

$$E_{\text{photon}} = h\nu = \frac{hc}{\lambda},$$  \hspace{1cm} (1)

the available emission wavelengths $\lambda$ range from the blue to the near-infrared [23]. Here $E_{\text{photon}}$ is the photon energy, $h$ the Planck constant ($h = 4.135 \cdot 10^{-15} \text{ eVs}$), $\nu$ the frequency, and $c$ the vacuum speed of light ($c = 3 \cdot 10^8 \text{ m/s}$).

Without external excitation and at a temperature of $T = 0 \text{ K}$, the valance band of undoped semiconductors is occupied with electrons while the conduction band is empty. Applying an injection current to the diode increases the concentrations of electrons in the conduction band and electron holes in the valence band. The generation and recombination of these electron-hole pairs enables band to band transitions (Figure 2).

![Figure 2: Illustration of three possible band-to-band transitions in diode lasers. While spontaneous and stimulated emissions are caused by recombination of electrons and holes, photon absorption can generate new pairs of electrons and holes.](image)

Spontaneous recombination of electrons and holes results in emission of photons that are random in direction and phase. This principle is utilized in light-emitting diodes. The emitted photons can be absorbed to generate new pairs of electrons and holes. The third transition mandatory for laser operation is stimulated emission. Generated photons stimulate recombination of additional electrons and holes, resulting in simultaneous generation of additional photons that are coherent with the initial photons. In order to obtain an operating laser the stimulated emission needs to
be amplified, compensating losses such as photon absorption. This is referred to as threshold condition. It is obtained by population inversion, i.e., the number of electrons in the conduction band needs to exceed the number in the valence band, and by positioning the laser medium inside a resonant cavity providing optical feedback. For diode lasers the cavity is typically constructed between the coated end facets of the diode. While the rear facets typically show high reflectivities ($R_\text{r} > 90\%$), the high gain of diode lasers allows for front facets that can be anti-reflection coated ($R_\text{f} \leq 1\%$) [31].

### 2.2. Vertical structure and edge-emitting laser devices

The basic elements for diode lasers are a medium providing optical gain by stimulated emission, a resonant cavity for optical feedback, an optical waveguide confining the photons to the active region, and lateral confinement of photons, injection current and carriers [21]. Most diode lasers are based on p-i-n double heterostructures consisting of an un-doped semiconductor layer embedded between p- and n-doped semiconductors with higher band gaps (Figure 3). This structure has the advantage that injected carriers are confined between the barriers in the conduction and valence bands. The intrinsic layer therefore acts as the active region providing optical gain. In addition, the lower refractive indices of larger band gap semiconductors result in optical wave guiding in vertical direction.

![Energy band diagram of a p-i-n double heterostructure.](image)

Figure 3: Energy band diagram of a p-i-n double heterostructure. This type of structure enables carrier confinement between the barriers of p- and n-doped semiconductors and provides optical wave guiding in vertical direction.

The active region can be based on a number of quantum wells or quantum dots. Figure 4 shows the vertical layer structure of 1062 nm diode lasers applied in this work. The active region of these lasers is composed of a triple indium gallium arsenide (InGaAs) quantum well in a super large optical cavity [15]. Super large
optical cavities are characterized by a few micron high waveguide cores that reduce the vertical far field divergence [39], posing a potential issue when collimating the laser emission. The high number of quantum wells compensates the related reduction of the overlap between the optical field and the active region, improving the efficiency of the lasers [15].

The vertical layer structures of diode lasers are grown by different techniques such as metal organic vapour phase epitaxy [41] or molecular beam epitaxy [42]. Afterwards these structures are processed into different laser devices. First the stripe width is defined along which the light is gain- or index-guided in lateral direction of the device. Gain-guiding is enabled by defining a current aperture in the contact layer that spatially limits the carrier injection [21]. Optical waves outside this aperture experience high losses, resulting in lateral confinement of generated laser emission. Gain-guiding is typical for BA lasers where stripe widths of a few hundred microns enable tens of watts of output power [43]. Several emitters can be combined within a laser bar to increase the output power even further [17]. One disadvantage of such BA lasers is the poor spatial quality of their emission, caused by high-order lateral modes in the wide active region [44].

A better spatial quality is obtained in index-guided devices. Index-guiding is based on an induced refractive index step in lateral direction. The resulting ridge provides additional wave guiding in lateral direction [21]. The spatial mode characteristic of a three-layer waveguide is determined by the normalized waveguide thickness $D$ [24], given by

Figure 4: Vertical layer structure of diode lasers based on the example of 1062 nm diode lasers as applied in this work [40]. The active region is sandwiched between p- and n-side aluminum gallium arsenide (AlGaAs) waveguides surrounded by cladding layers. A highly doped contact layer completes the p-side.
Here $d$ represents the core dimension of the waveguide and $n$ the refractive index. In such a waveguide single mode propagation is obtained at $D < \pi$. In diode lasers this condition is typically satisfied in vertical direction. By optimizing the width and etching depth of the ridge, index-guided lasers potentially enable single lateral mode emission. Index-guiding is typical for a few microns wide RW lasers providing output powers of a few watts [14].

In addition to gain- and index-guiding that provide current and optical confinement, respectively, buried heterostructures also provide carrier confinement. This prevents a lateral diffusion of carriers by introducing additional current blocking layers and therefore lowers the laser threshold [21].

The most promising concept towards high output power and improved spatial quality is the tapered laser [45]. In these devices laser emission from a RW section is monolithically coupled into a flared section, acting as a passive amplifier. This tapered amplifier (TA) is typically gain-guided. The mode-area in the flared section broadens at an angle chosen with respect to the diffraction of the beam leaving the RW. Therefore, the tapered section amplifies the emission while maintaining the single lateral mode profile provided by the ridge-waveguide. Based on the above shown vertical structure, 6 mm long distributed Bragg reflector (DBR)-tapered diode lasers were reported with up to 12 W and nearly diffraction-limited beams [31]. The layout of a DBR-tapered diode laser applied in this work is illustrated in Figure 5. The 6 mm long diode laser consists of a 1 mm passive DBR grating serving as wavelength selective rear side mirror, a 1 mm RW section and 4 mm TA with a tapered angle ($\varphi_{TA}$) of 6°. The injection currents to the RW and TA are controlled separately, enabling independent control of output power, spatial quality, and spectral behavior [31]. A more detailed explanation of the intrinsic DBR grating is given in section 0.

![Figure 5: Layout of a DBR-tapered diode laser as applied in this work.](image-url)

After the processing and metallization of diode lasers they are cut according to the desired length and their facets are coated. The lasers are then mounted on heat spreaders and different actively or passively cooled mounts. A common approach is p-side down mounting to lower the thermal resistance [46]. Long lasers with reduced thermal resistance also enable p-side up mounting to lower mounting induced stress [31]. In order to enable separate control of the RW and TA without...
using structured contacts the lasers applied in this work are mounted p-side up on a copper tungsten heat spreader. The heat spreader itself is mounted on a conduction cooled package mount with a 25 mm x 25 mm footprint.

2.3. Emission characteristics of diode lasers

2.3.1. Power characteristics

In lasers the generated emission needs to be amplified by stimulated emission in order to compensate all losses occurring within the resonant cavity. For a Fabry-Pérot resonator, consisting of two mirrors separated from another by the length $L$, this threshold condition [21] is expressed by

$$\Gamma_{g_{th}} = \alpha_i + \alpha_{mirror} = \alpha_i + \frac{1}{2L} \ln \left( \frac{1}{R_1 R_2} \right).$$  \hspace{1cm} (3)

Here $\Gamma_{g_{th}}$ represents the modal gain, given by the product of the threshold material gain $g_{th}$ and the confinement factor $\Gamma$. The latter depends on the overlap of the optical mode-pattern with the active region of the diode laser. $\alpha_{mirror}$ represents the combined photon losses at the diode laser end facets and $\alpha_i$ the losses by intrinsic absorption, respectively. The reflectivities of the end facets are expressed by $R_1$, and $R_2$. It can be seen that the threshold is reduced by increasing the length of the gain medium and the reflectivities of the resonant cavity. However, choosing the proper reflectivities is crucial with respect to performance and lifetime.

Once the threshold condition is obtained, the output power $P$ shows a linear dependence on the injection current $I$ [21], according to

$$P = \eta_i \frac{\alpha_{mirror}}{\alpha_i + \alpha_{mirror}} \frac{h v}{q} (I - I_{th}) = \eta_d \frac{h v}{q} (I - I_{th}).$$  \hspace{1cm} (4)

Here $\eta_i$ represents the internal efficiency, i.e., the fraction of the injection current generating carriers in the active region. $q$ is the elementary charge of electrons ($q = 1.602 \cdot 10^{-19}$ C), $I_{th}$ the threshold current and $\eta_d$ the differential efficiency. The latter defines how many photons are generated with respect to the injected electrons per time and is given by

$$\eta_d = \frac{dP}{dI} \frac{q}{h v}.$$  \hspace{1cm} (5)

Here $dP/dI$ is the slope efficiency in W/A. Figure 6 shows a typical power current characteristic for a 1062 nm DBR-tapered diode laser as introduced above. The laser is operated at a laser temperature of $T = 20$ °C and an injection current to the ridge section of $I_{RW} = 300$ mA. The injection current to the tapered amplifier ($I_{TA}$) is increased in 1 A steps. The measurement shows a threshold current of 2 A. The maximum output power of 10.8 W at 16 A results in a slope efficiency of 0.8 W/A.
The corresponding wall-plug efficiency, i.e., the electro-optical efficiency, is in the range of 30%.
Despite high wall-plug efficiencies [3],[4], the output power of diode lasers is mostly limited by heat effects. Increased temperatures in the active region reduce the carrier confinement and increase the amount of non-radiative recombinations [47]. These effects increase the threshold current and lower the differential efficiency. This potentially causes a reversible thermal rollover in the power-current characteristics before the diode lasers are destroyed by catastrophic optical mirror damage (COMD). Without COMD the lifetimes of diode lasers can exceed 10,000 h [48]. In Figure 6 it can be seen that the 1062 nm DBR-tapered diode lasers do not show signs of thermal rollover or COMD within the specified current range.

![Figure 6: Power current characteristic of a 1062 nm DBR-tapered diode laser at T = 20 °C and \( I_{RW} = 300 \text{ mA} \).](image)

2.3.2. Spectral properties
As mentioned above, laser operation requires optical feedback in resonant cavities of the length \( L \). Resonant feedback in a Fabry-Pérot resonator is based on the development of standing waves. This requires

\[
L = m \frac{\lambda_0}{2n_{\text{eff}}}, \tag{6}
\]

with \( m \) being the order number of the longitudinal modes \((m = 1, 2, 3, \ldots)\), \( \lambda_0 \) the vacuum wavelength, and \( n_{\text{eff}} \) the effective refractive index of the waveguide inside the diode laser [21]. Fabry-Pérot resonators allow multiple longitudinal modes separated by the free spectral range. In a gain medium above threshold only the longitudinal modes closest to the maximum modal gain are amplified. In diode lasers a gain-spectrum wider than the FSR enables multimode emission [24].
Although side-modes are to some extent suppressed at high injection currents, additional techniques are required in order to obtain single-mode emission preferred for certain applications. For example, the emission spectra of diode lasers can be narrowed by external or internal gratings. In external cavity configurations an anti-reflection coated facet enables wavelength selective optical feedback provided by an external grating [49]. Two well-established techniques are Littrow and Littman-Metcalf configurations. In a Littrow configuration the first order diffraction of a flexible external grating is coupled back to the diode [25]. In Littman-Metcalf configurations a combination of a fixed grating and a flexible mirror are used [50],[51]. Both configurations enable wavelength tuning over several tens of nanometers [26].

Compared to these external approaches, distributed feedback (DFB)-lasers or DBR-lasers provide intrinsic wavelength stabilization. In DFB-lasers the feedback is distributed throughout the device by introducing periodic perturbations of the refractive index along the length of the active region [52]. The underlying principle for selective feedback is Bragg scattering. The Bragg condition

\[ 2A \sin \theta = m\lambda_B, \]

with \( A \) being the grating period, \( \theta \) the angle of incidence, \( m \) the order of Bragg diffraction (\( m = 1, 2, 3, \ldots \)), and \( \lambda_B \) the Bragg wavelength [53], implies that counter propagating waves inside the cavity couple coherently only at \( A = m\lambda_B/2 \) [24]. Proper engineering of the grating period consequently provides selective feedback, resulting in spectral single-mode emission. In DBR-lasers Bragg scattering is limited to regions beyond the active region and the passive intrinsic gratings act as wavelength selective mirrors of the resonator [54].

The DBR-tapered diode lasers applied in this work are based on 6th-order surface gratings with periods of about 1 \( \mu \)m and duty cycles of 0.9 [15],[55]. The gratings are produced by stepper lithography. Compared to low order gratings these high order gratings are characterized by a lower number of reflecting elements (grooves). The low number of grooves reduces the reflectivity which can be compensated by optimizing the duty cycle [15]. In addition a low number of grooves allows for further simplification of the fabrication process suitable for cost-effective mass production [56]. It is also assumed that a resulting improvement of the overlap of the fundamental mode with the grating and reduced scattering losses compensate the reduced reflectivity of these gratings. In order to solely provide optical feedback from the intrinsic gratings, the rear facets of the applied lasers are anti-reflection coated (\( R_e < 10^{-3} \)%). The front facets have a reflectivity of \( R_f = 0.5% \).

Figure 7 shows a typical spectrum of a 1062 nm DBR-tapered diode laser at \( T = 20 \) °C, \( I_{RW} = 300 \) mA, and \( I_{TA} = 16 \) A. All spectra in this work are measured with an optical spectrum analyzer (Advantest Q8347) that has a maximum resolution of 1 pm - 10 pm within a wavelength range of 500 nm - 1550 nm, respectively, and a dynamic range of 35 dB. Due to the intrinsic wavelength stabilization spurious
spectral modes are not reflected back into the tapered section, resulting in a significantly narrowed spectral width of $\Delta \lambda_{\text{FWHM}} \leq 10$ pm. In addition, a side-mode suppression $\geq 20$ dB is obtained.

Figure 7: Spectrum of a 1062 nm DBR-tapered diode laser at $T = 20$ °C, $I_{RW} = 300$ mA, and $I_{TA} = 16$ A. The inset shows the same spectrum on a logarithmic scale. FWHM: abbreviation for full width at half maximum.

Figure 8: Emission wavelength of a 1062 nm DBR-tapered diode laser versus injection current (bottom-left) and temperature (top-right), measured at 20 °C or at $I_{TA} = 16$ A, respectively.

One unique characteristic of diode lasers is an emission wavelength tunable with temperature or injection current [21]. Both mechanisms affect the length of the device as well as the temperature dependent refractive index, shifting the emission
wavelength according to equation (6). Figure 8 illustrates that the emission wavelength of a 1062 nm DBR-tapered diode laser changes with approximately 0.03 nm/A and 0.08 nm/K, respectively. This feature enables wavelength tuning applicable in applications such as frequency conversion or beam combining.

### 2.3.3. Spatial characteristics

Due to the facet dimensions of diode lasers and diffraction at the facets, laser emission leaving the resonator diverges differently in both transverse directions, which results in elliptical emission profiles. The narrow waveguides in vertical direction result in large divergence angles. The corresponding axis is referred to as fast axis. The lateral direction is referred to as slow axis and shows a reduced divergence.

Depending on the lateral structure, diode lasers can additionally show astigmatic laser emission (Figure 9). For example, beams along the fast axis of tapered diode lasers experience vertical wave-guiding and diverge from the laser facet. Beams along the slow axis experience diffraction when coupled into the TA. This results in curved wave fronts in lateral direction. Due to this lateral curvature and diffraction at the laser facet, slow axis beams seem to originate from a virtual source inside the device [57]. The distance of that virtual source to the laser facet is referred to as astigmatism, approximately given by the ratio of the tapered amplifier length and its refractive index ($L/n_{\text{eff}}$) [23]. For example, the astigmatism of the applied 1062 nm DBR-tapered diode lasers is in the range of 1.4 mm.

The astigmatism of tapered diode lasers slightly increases with the injection current, probably caused by changes in the transverse refractive index profile [23],[44]. Most applications such as frequency conversion preferably require collimated laser sources with circular emission profiles and corrected for astigmatism. In practice this is often obtained by collimating the two axes separately and operating the laser at a fixed or maximum current. The power available for further experiments can then be adjusted, e.g., by using a waveplate and a polarizer.

![Figure 9: Side and top view of an astigmatic beam emitted by a tapered diode laser. Using a lens, the beam is collimated in the fast axis but focused to a waist in lateral direction. An additional cylindrical lens can be applied to collimate the beam along the slow axis as well.](image)

An additional important parameter of lasers is the beam parameter product (BPP). A focused beam is mainly described by its beam waist $w_0$ and its divergence $\theta$, [...justification needed...].
illustrated in Figure 10. The BPP is given by the product of these two parameters. In case of diffraction limited Gaussian beams the BPP results in the following relation [58]

$$w_0 \theta = \frac{\lambda}{\pi}$$ \hspace{1cm} (8)

For beams with higher order modes the BPP is increased by a factor $M^2$. For each transverse axis the $M^2$ value therefore indicates to what extent the corresponding laser emission differs from an ideal Gaussian beam ($M^2 = 1$).

The propagation of a Gaussian beam along its beam waist is given by [53]

$$w(z) = w_0 \sqrt{1 + \left(\frac{z}{z_R}\right)^2}.$$ \hspace{1cm} (9)

Here $z_R$ is the Rayleigh length that refers to the distance at which the beam radius $w(z)$ is increased by a factor of $\sqrt{2}$ with respect to the beam waist. Twice that length determines the confocal parameter $b$. The Rayleigh length is given by the following relation

$$z_R = \frac{\pi w_0^2}{\lambda}.$$ \hspace{1cm} (10)

![Figure 10: Beam propagation of a focused beam defined by its beam waist and the divergence angle.](image)

Different approaches can be applied in order to measure the $M^2$ values of a laser beam. Two common criteria are the $1/e^2$ method and the variance definition. For measurements reported in this work a collimated laser is focused by an additional lens. The beam diameters are then measured along the generated beam waist. Using the $1/e^2$ criteria, the beam diameter is defined as the width where the intensity has dropped to 13.5% of its maximum. In order to obtain the $M^2$ values the beam widths are measured at multiple positions inside and outside the Rayleigh length. The applied hyperbolic fit for the measured widths is given by modifying equation (9):
Here $d_0$ and $z_0$ are the beam waist diameter and its position, respectively.

Figure 11 shows the results for a 1062 nm DBR-tapered diode laser at $T = 20 \, ^\circ\text{C}$, $I_{RW} = 300$ mA, and $I_{TA} = 16$ A, measured with a beam scanner (Photon, Inc.). From the location of the beam waist it can be seen that the laser is corrected for astigmatism. The measured values are $M^2 = 2$ in the slow axis and $M^2 = 1.5$ in the fast axis. From the beam waist profiles the power contents in the central lobe ($1/e^2$) can be estimated, resulting in 73.4% and 88.6% in lateral and vertical direction, respectively.

Figure 11: Beam widths of a 1062 nm DBR-tapered diode laser measured along the beam waist according to the $1/e^2$ criteria. The images show the measurements in the slow axis (top) and fast axis (bottom). The laser is operated at $I_{RW} = 300$ mA, $I_{TA} = 16$ A and $T = 20 \, ^\circ\text{C}$. The insets show the corresponding beam waist profiles.
The lateral beam waist profile shown in Figure 11 illustrates the major drawback of the 1/e² method. As the Gaussian beam emitted by the RW propagates through the TA, the gain along the propagation axis saturates due to higher intensities in the center of the beam [57]. This results in an increased gain towards the edges of the TA, leading to a top-hat like intensity distribution. Deviations from an ideal top-hat profile can be caused by fabrication induced strains at the edges of the TA or non-uniformities in the electrical or optical material properties. The beam waist intensity profile of such a beam can show noticeable side-lobes, as seen in Figure 11. By measuring the 1/e² values closest to the maximum intensity these side-lobes are neglected and result in improved $M^2$ values.

A more accurate definition of beam widths is the variance definition, weighing the outer wings. This method is based on the second moments $\sigma^2$ of the beam widths that are obtained by integration over the entire intensity profiles [58] according to

$$\sigma_x^2 = \frac{\int_{-\infty}^{\infty} (x - x_0)^2 I(x, y)dx dy}{\int_{-\infty}^{\infty} I(x, y)dx dy}.$$  \hspace{1cm} (12)

Here $x_0$ is the center of the beam along one transverse axis. The square root of the second moments is the standard deviation $\sigma$. With the second moment based beam radii, corresponding to $W = 2\sigma$ [58], the hyperbolic fit for the measured beam widths in equation (11) can be changed to

$$D_{4\sigma}(z) = D_{0,4\sigma} \sqrt{1 + \left(\frac{4M_{4\sigma}^2 \lambda (z - z_0)}{\pi D_{0,4\sigma}^2}\right)^2}.$$ \hspace{1cm} (13)

![Figure 12: Beam widths of the same 1062 nm DBR-tapered diode laser as in Figure 11 measured according to the second moments criteria.](image)

In comparison to the 1/e² method, measurements with a commercial system (Spiricon $M^2$-200s) for the same laser result in $M_{4\sigma}^2 = 5.1$ and $M_{4\sigma}^2 = 1.7$ in lateral
and vertical direction, respectively (Figure 12). While the $M^2$ value in the fast axis is comparable to the $1/e^2$ method, the value in the slow axis is significantly increased. It is shown that DBR-tapered diode lasers provide high-power laser emission with narrow spectral bandwidths and reasonably good spatial quality. This makes them highly attractive laser sources for efficient, high-power frequency conversion as discussed in the following chapter.
3. Frequency conversion

Typical III-V compound semiconductors provide emission wavelengths from the blue to the near-infrared spectral range. However, the output power at certain wavelengths can be limited. Nonlinear frequency conversion represents a means to overcome these limitations [59]. In conjunction with the spectral range accessible with diode lasers, frequency conversion enables compact and efficient laser systems giving access also to new emission wavelengths. This chapter provides an overview on the fundamental aspects of frequency conversion.

3.1. Basic concept of nonlinear frequency conversion

3.1.1. Frequencies of the induced polarization

An electromagnetic wave incident on a material induces an oscillating polarization. The relation between the induced polarization $P$ and the applied electric field $E$ associated with the wave is described by the power series [27]

$$P(z,t) = \varepsilon_0 \left[ \chi^{(1)} E(z,t) + \chi^{(2)} [E(z,t)]^2 + \chi^{(3)} [E(z,t)]^3 + \ldots \right] .$$  \hspace{1cm} (14)

Here $\varepsilon_0$ is the vacuum permittivity ($\varepsilon_0 = 8.85 \cdot 10^{-12}$ F/m). The first term in that relation represents the linear material response determined by the linear susceptibility $\chi^{(1)}$. The induced polarization oscillates at the same frequency as the incident wave. A linear response gives rise to linear phenomena such as dispersion or absorption.

The other terms represent nonlinear responses. The second term including the second-order nonlinear susceptibility $\chi^{(2)}$ describes second-order phenomena such as second harmonic generation (SHG) or sum-frequency generation (SFG). The third-order nonlinear susceptibility $\chi^{(3)}$ gives rise to third-order phenomena such as the intensity dependent refractive index or third harmonic generation. In this work the focus is on second-order nonlinear interactions. The time-varying electric field of a plane wave propagating in z-direction at a frequency $\omega$ can be written as [60]

$$E(z,t) = A e^{i(kz - \omega t + \phi)} + c. c. ,$$  \hspace{1cm} (15)

with $A$ being the amplitude, $k$ the wave vector, $\phi$ the phase and c.c. indicating the complex conjugate. In case of SHG in a $\chi^{(2)}$ material, the second-order nonlinear polarization $P^{(2)}$ depends on the square of the incident electric field, which results in the following relation

$$P^{(2)}(z,t) = \varepsilon_0 \chi^{(2)} \left[ 2AA^* + (A^2 e^{2i(kz - \omega t + \phi)} + c. c.) \right] .$$  \hspace{1cm} (16)

According to this relation the induced second-order nonlinear polarization consists of contributions at zero frequency and $\pm 2\omega$. The former contribution leads to a static electric field within the medium, a process known as optical rectification. The latter contribution leads to the generation of second harmonic waves. In that case two
fundamental photons are replaced with one photon of twice the frequency, i.e., half the emission wavelength (Figure 13).

Figure 13: Illustration and energy-level diagram in case of second harmonic generation. Based on conservation of energy, two photons of the fundamental wave with a frequency $\omega$ are replaced with one photon of twice the frequency.

In case of two incident fields with different frequencies ($\omega_1$, $\omega_2$), the nonlinear polarization consists of frequency components at $\pm 2\omega_1$, $\pm 2\omega_2$, $\omega_1 + \omega_2$, $\omega_2 - \omega_1$ and 0. Besides generating the second harmonics of the individual fundamental waves, this scenario also enables sum-frequency generation (SFG) and difference-frequency generation (DFG), which are illustrated in Figure 14. The types of nonlinear interactions taking place is limited by experimental conditions known as phase-matching, as explained in section 0.

Figure 14: Illustrations and energy-level diagrams for SFG (top) and DFG (bottom). In case of SFG the frequency of a generated photon is given by the sum of the fundamental frequencies $\omega_1$ and $\omega_2$. In case of DFG the frequency of a generated photon is given by the frequency difference of the incident photons.

### 3.1.2. The nonlinear coefficient

For simplicity, the discussion above completely neglected the vector nature of the electric field and nonlinear polarization. Both can be represented by three scalar components in a Cartesian coordinate system. Second-order nonlinear interactions are based on two incident photons. Therefore, nine possible combinations of scalar components of the electric fields contribute to three scalar components of the...
nonlinear polarization. As a consequence $\chi^{(2)}$, describing the relation between the incident fields and the second-order nonlinear polarization, consists of 27 components.

In the literature $\chi^{(2)}$ is often replaced by the nonlinear coefficient $d$ with $d_{ijk} = \chi^{(2)}_{ijk}$. In case of SHG and most cases of SFG the indices $j$ and $k$, related to the incident waves, are interchangeable and a contracted notation of $d$ represented by an 18 element matrix can be applied ($d_{ii} = 0.5 \chi^{(2)}_{ijk}$). Fortunately, due to different symmetries the number of $d$ components can often be reduced even further [60]. For example, in case of a lithium niobate (LN) crystal, a common nonlinear material for green light generation and applied in this work, the nonlinear coefficient is represented by the following matrix

$$
\begin{pmatrix}
0 & 0 & 0 & 0 & 0 & 0 \\
-d_{22} & 0 & 0 & d_{15} & 0 & -d_{22} \\
0 & d_{22} & 0 & 0 & 0 & 0 \\
d_{31} & 0 & d_{31} & 0 & 0 & 0 \\
0 & 0 & 0 & d_{33} & 0 & 0 \\
0 & 0 & 0 & 0 & 0 & 0
\end{pmatrix}.
$$

(17)

SHG with a $z$-polarized fundamental wave ($E_z$) therefore results in

$$P_z(2\omega) = 2\varepsilon_0 d_{33}[E_z(\omega)]^2.
$$

(18)

The induced polarization is also polarized in $z$-direction ($P_z$) and the nonlinear interaction is based on the nonlinear coefficient $d_{33}$. Generating green light the utilization of that coefficient is often preferred, being the largest in crystals typically applied for this interaction [60].

### 3.1.3. Intensity of the generated wave

The intensity of generated waves is calculated using the nonlinear wave equation [61]

$$-\nabla^2 E + \frac{n^2}{c^2} \frac{\partial^2 E}{\partial t^2} = -\frac{1}{\varepsilon_0 c^2} \frac{\partial^2 P}{\partial t^2}.
$$

(19)

Here $\nabla$ is a differential operator. Using an example with fields only depending on the $z$ coordinate, this operator can be replaced by $\frac{d^2}{dz^2}$. The nonlinear wave equation indicates that the induced polarization acts as a source for an electric field in the nonlinear medium. In case of SHG, the nonlinear polarization

$$P_z(z, t) = 2\varepsilon_0 d_{eff} A_1^2 e^{i(2k_1 z - 2\omega_1 t + 2\phi_1)}
$$

(20)

gives rise to an electric field [60]

$$E_2(z, t) = A_2 e^{i(k_2 z - \omega_2 t + \phi_2)}.
$$

(21)

Here $d_{eff}$ represents the effective, i.e., applied nonlinear coefficient, and $A_1$ and $A_2$ the amplitudes of the fundamental and second harmonic waves, respectively. Solving the nonlinear wave equation for this example results in a coupled amplitude equation.
\[
\frac{dA_2}{dz} = i \frac{\omega_2 d_{\text{eff}}}{n_2 c} A_1^2 e^{i\Delta k z},
\]

with \( \Delta k \) being the wave vector mismatch \((\Delta k = 2k_1 - k_2)\) and \( n \) the refractive index. A more detailed derivation is provided in [27]. The phase of the incident field is canceled during the derivation, indicating the coherent nature of the generated emission. It should be noted that the derivation is based on the slowly-varying amplitude approximation. This approximation, described in the appendix, is valid for amplitudes changing minimally with the propagation direction over an optical wavelength and is practically applicable for every problem in nonlinear optics [61]. It should also be noted that the complex conjugate terms are neglected without violating the equality of the nonlinear wave equation. The amplitude of the generated second harmonic is obtained by integration over the entire crystal length \( L \) [27], resulting in

\[
A_2(L) = \int_0^L e^{i\Delta k z} \, dz = i \frac{\omega_2 d_{\text{eff}}}{n_2 c} A_1^2 \left( e^{i\Delta k L} - 1 \right) / (i\Delta k).
\]

Substituting the amplitude with

\[
I = 2n\varepsilon_0 c |A|^2
\]

provides the intensity of the generated emission [61]. In this example the intensity is expressed by

\[
I_2 = \frac{2\pi^2 d_{\text{eff}}^2}{n_2 n_1^2 \lambda_2^2 \varepsilon_0 c} I_1^2 L^2 \text{sinc}^2 \left( \frac{\Delta k L}{2} \right).
\]

It becomes obvious that the generated intensity highly depends on the crystal length, the applied nonlinear coefficient, and the fundamental intensity \( I_1 \). Therefore, long crystals with high nonlinearity and lasers with increased output power and good spatial quality, such as DBR-tapered diode lasers, are preferred for efficient, high-power nonlinear interactions.

The most important parameter towards efficient frequency conversion is the wave vector mismatch. Figure 15 shows, that the intensity of a generated wave reaches a maximum at \( \Delta k = 0 \) and decreases significantly at \( \Delta k \neq 0 \). For example a mismatch of \( \Delta k = 2.5 \) reduces the intensity to less than 60% compared to the optimum. The scenario of \( \Delta k = 0 \) is referred to as phase-matching and methods to obtain phase-matching are discussed in section 0.
3.1.4. Pump depletion

The efficiency of nonlinear interactions is determined by the ratio of the generated to the fundamental intensity. According to the example above, phase-matching would enable the efficiency to exceed unity at high fundamental intensities and long crystal lengths, violating the principle of conservation of energy. Depletion of the fundamental intensity as a result of nonlinear interactions prevents that scenario. In case of pump depleted SHG the nonlinear efficiency $\eta$ is given by [61]

$$\eta = \frac{I_2}{I_1} = \tanh^2 \left( \frac{L}{L_{NL}} \right),$$

(26)

with

$$L_{NL} = \frac{1}{4\pi d_{eff}} \sqrt{\frac{2n_2 n_1^2 \lambda_1^2 \varepsilon_0 c}{I_1(0)}}.$$  

(27)

Figure 16 shows that all incident radiation is converted into the second harmonic at $L/L_{NL} \to \infty$, preventing the case of $\eta > 1$. It can also be seen that the undepleted pump approximation is valid up to $\eta \approx 10\%$. 

Figure 15: Sinc function in dependence of a wave vector mismatch (Inset) and its effect on the generated intensity. A mismatch of $\Delta k = 2.5$, 5, and 10 reduces the intensity to 58%, 5.7%, and 3.7% of the maximum intensity, respectively.
3.2. Phase-matching

Efficient frequency conversion requires phase-matching between the interacting waves. Only then will the coherent fields generated within the crystal add constructively. With the wave vector at specific wavelengths defined by the refractive index \([27]\)

\[ k = \frac{2\pi n}{\lambda} = \frac{\omega n}{c}, \]  

(28)  

phase-matching \((\Delta k = 0)\) requires the fundamental and generated waves to propagate at the same phase velocity. This is prevented by normal dispersion, resulting in longer wavelengths propagating faster than shorter ones. A solution to this challenge is birefringent phase-matching [62],[63].

3.2.1. Birefringent phase-matching

Birefringence describes the phenomenon of polarization dependent refractive indices in anisotropic crystals. Such crystals are characterized by direction dependent properties. Figure 17 illustrates how birefringence in such crystals can be utilized to obtain phase-matching. An electromagnetic wave polarized in the plane of the optic axis of a birefringent material and the propagation vector of the wave experiences the extraordinary refractive index \(n_e\). Light polarized perpendicular to that plane experiences the ordinary refractive index \(n_o\). In case of LN crystals \((n_e < n_o)\), an extraordinary beam travels faster than an ordinary beam. This can be applied to compensate normal dispersion by choosing a nonlinear interaction involving ordinary polarized fundamental waves generating extraordinary polarized second
harmonic waves. For example, in case of LN crystals a corresponding interaction between orthogonal polarized waves could be based on the nonlinear coefficient $d_{31}$ ($d_{31} = 4.4 \text{ pm/V at 1064 nm}$, [64]). Methods to obtain birefringent phase-matching are temperature and angle tuning. In case of temperature tuning, the desired wavelengths are phase-matched by properly adjusting the crystal temperature, which affects the refractive indices to a different extent. However, this can potentially result in high temperatures and may limit practical applications of such interactions.

![Graph showing refractive indices of 5% MgO:LiNbO$_3$](image)

**Figure 17:** Ordinary and extraordinary refractive indices of 5% magnesium oxide doped LN (MgO:LiNbO$_3$), as applied in this work, at a crystal temperature of 37 °C. The calculations are based on temperature and wavelength dependent Sellmeier equations provided in [65].

In comparison to temperature tuning, angle tuning potentially enables phase-matching at lower temperatures. In this case, phase-matching is achieved by changing the orientation of the crystal’s optic axis by an angle $\theta$ with respect to the propagation direction of extraordinary beams. This changes the experienced extraordinary refractive index according to [27]

$$\frac{1}{n^2_e} = \frac{\sin^2(\theta)}{n^2_0} + \frac{\cos^2(\theta)}{n^2_o}.$$  

It can be seen that the extraordinary refractive index equals its principle value $\bar{n}_e$ at $\theta = 90^\circ$ and $n_0$ at $\theta = 0^\circ$.

A disadvantage of angle-tuning is the potential walk-off effect [60]. Obtaining phase-matching may require the beams not to propagate along a crystal axis ($0^\circ < \theta < 90^\circ$). This situation is referred to as critical phase-matching. In that case ordinary and extraordinary beams begin to diverge from each other by an angle $\rho$, according to
For example, birefringent phase-matching of 1062.4 nm wavelengths in LN crystals at 37 °C requires an angle of $\theta = 79.9^\circ$ that results in a walk-off angle of $\rho = 0.8^\circ$ for the extraordinary second harmonic emission. This walk-off reduces the spatial overlap with the fundamental beam and therefore the nonlinear conversion efficiency. In order to avoid the walk-off effect one has to choose noncritical phase-matching, which limits the accessible phase-matched wavelengths. Another solution is quasi phase-matching.

### 3.2.1. Quasi phase-matching

In addition to the walk-off effect a general drawback of birefringent phase-matching is the requirement of birefringent materials, limiting the number of nonlinear crystals providing phase-matching at the desired wavelengths. Furthermore, it does not enable nonlinear interactions involving the nonlinear coefficient $d_{33}$, which is the highest in crystals commonly used to generate green light [60]. For example, LN crystals are characterized by a nonlinear coefficient of $d_{33} = 25 \text{ pm/V}$ at 1064 nm [64]. This is a factor of 6 larger compared to the coefficient $d_{31}$, given above in case of birefringent phase-matching.

A phase-matching technique giving access to that much larger nonlinear coefficient is quasi phase-matching (QPM) [66],[67]. It is based on nonlinear materials with periodic inversions of one crystal axis (Figure 18). This can be obtained by different methods. For example, periodically poled lithium niobate (PPLN) crystals were realized with techniques such as electric field poling [68], electron beam writing [69] or proton exchange [70].

![Figure 18: Illustration of a periodically poled material with a poling period $A$.](image)

As discussed above, the intensity of a generated wave is obtained by integrating the amplitude over the entire crystal length, resulting in

$$I \propto \left( \int_0^L e^{iAkz} \, dz \right)^2$$  \hspace{1cm} (31)
Once phase-matching is obtained ($\Delta k = 0$) the intensity shows a quadratic dependence on the crystal length. Utilizing the nonlinear coefficient $d_{33}$ requires the fundamental and second harmonic waves to be polarized in z-direction. This scenario does not allow compensation for normal dispersion, resulting in a wave vector mismatch ($\Delta k \neq 0$) and an oscillating behavior of the SHG intensity (Figure 19). The net output in this scenario becomes zero at $\Delta k = 2m\pi/L$, with m being an integer. On the other hand, maximum intensity is achieved at $\Delta k = (2m-1)\pi/L$. At this point the fundamental and generated waves experienced a phase shift of $\pi$. The corresponding length is referred to as coherence length $L_c$. By periodically inverting the sign of the nonlinear coefficient at that location an additional phase shift of $\pi$ is introduced. Due to that phase shift, the generated field continues to grow in a stepwise manner (Figure 19). The corresponding poling period $\Lambda$ is given by

$$
\Lambda = 2mL_c,
$$

with m representing the QPM order. In case of periodic poling with 50% duty cycle the QPM order is an odd number. Deviations of that duty cycle also enable even-order QPM [72].

![Figure 19: Normalized intensity versus propagation distance in case of phase-matching ($\Delta k = 0$), 1st and 3rd-order QPM and no phase-matching ($\Delta k \neq 0$).](image)

In case of odd-order QPM the longitudinal dependence of the nonlinear coefficient can be written as [27]

$$
d(z) = d_{\text{eff}} \text{sign} \left[ \cos \left( \frac{2\pi z}{\Lambda} \right) \right].
$$

Compared to birefringent phase-matching, QPM results in a reduced nonlinear coefficient according to
Therefore, first-order QPM has to be preferred in order to minimize this reduction. The corresponding wave vector mismatch is given by

\[ \Delta k_{QPM} = 2k_1 - k_2 + \frac{2\pi}{A}, \] (35)

and results in an optimum period of

\[ A = \frac{2\pi}{k_2 - 2k_1}. \] (36)

As an example, the optimum period for first-order, noncritical quasi phase-matched SHG of 1062.4 nm lasers at 37 °C in 5% MgO:LiNbO₃ crystals is around 6.92 µm. Such short periods represent the major challenge in realizing such crystals. However, proper periodic poling enables noncritical quasi phase matching at any temperature and desired wavelengths within the transparency range of the crystal.

### 3.2.2. Phase-matching tolerances

With the phase-matching requirement expressed in equation (35) and the intensity proportional to a sinc-function,

\[ I \propto \text{sinc}^2 \left( \frac{\Delta k_{QPM} L}{2} \right), \] (37)

the wavelength, temperature and poling period tolerances can be estimated. Figure 20 and Figure 21 show the wavelength and temperature tuning curves for a 30 mm long, 5% MgO:LiNbO₃ crystal with a poling period of 6.92 µm.

The simulation results in a spectral acceptance bandwidth of \( \Delta \lambda_{\text{FWHM}} = 69 \) pm and a temperature acceptance of \( \Delta T_{\text{FWHM}} = 0.8 \) °C. At 95% of maximum intensity the tolerances are significantly reduced to \( \Delta \lambda_{95\%} = 19 \) pm and \( \Delta T_{95\%} = 0.2 \) °C, respectively. Corresponding nonlinear interactions consequently require a precise control of crystal temperatures and lasers with narrow spectral emission, such as DBR-tapered diode lasers.

Regarding the tolerance for the poling period, Figure 22 indicates acceptance bandwidths of \( \Delta A_{\text{FWHM}} = 1.4 \) nm and \( \Delta A_{95\%} = 0.4 \) nm at the above conditions. The required precision indicates the potential difficulty in production of these devices, desired to operate at specific conditions. For example, a poling period slightly increased by 0.1 µm shifts the phase-matching wavelength at 37 °C by a few nanometers. A compensation by crystal temperature results in a large shift of several tens of degree Celsius.
Figure 20: Simulated wavelength tolerance for QPM with a 30 mm long PPLN crystal. The calculations are based on temperature and wavelength dependent extraordinary refractive indices according to Sellmeier equations [65], and a thermal expansion coefficient of $\alpha = 1.59 \cdot 10^{-5}$/K [71].

Figure 21: Simulated temperature tolerance for QPM with a 30 mm long PPLN crystal.
Figure 22: Simulated poling period tolerance for QPM in a 30 mm long PPLN crystal.

The acceptance bandwidths are also obtained using the following relations [72]:

\[ \Delta \lambda_{\text{FWHM}} = \frac{0.4429 \times \lambda_1}{L} \left| \frac{n_2 - n_1}{\lambda_1} + \frac{\partial n_1}{\partial \lambda} - \frac{1}{2} \frac{\partial n_2}{\partial \lambda} \right|^{-1} \]  

(38)  

\[ \Delta T_{\text{FWHM}} = \frac{0.4429 \times \lambda_1}{L} \left| \frac{\partial (n_2 - n_1)}{\partial T} - \alpha (n_2 - n_1) \right|^{-1} \]  

(39)  

\[ \Delta \Lambda_{\text{FWHM}} = \frac{3.55 \times L_c^2}{L} \]  

(40)

All equations indicate that longer crystals preferred for efficient nonlinear interactions simultaneously narrow the acceptance bandwidths and a trade-off has to be made.

In the above scenarios it is assumed that the propagation of the fundamental waves is perpendicular to the periodic domain inversions. In practice, deviations by an angle \( \theta \) shift the phase-matching wavelength \( \lambda \) according to

\[ \Delta \lambda = \frac{\lambda^2 n_1}{2 \Lambda n_2} \sin \theta. \]  

(41)

Figure 23 shows the resulting wavelength shift \( \Delta \lambda \) as a function of the angle of incidence with respect to the surface normal.
Figure 23: Simulated shift of the phase-matching wavelength for fundamental waves incident at an angle with respect to the surface normal of a 30 mm long PPLN nonlinear crystal.

It can be seen that angular deviations of 3° on a PPLN crystal with the provided parameters shift the phase-matching wavelength by roughly 0.2 nm. In case of diode lasers with tunable emission wavelengths such shifts are less critical. Applying the resulting wavelength shifts in the calculation of the wave vector mismatch provides the angular tolerance at fixed experimental conditions. In this example, Figure 24 reveals acceptance bandwidths of $\Delta \theta_{\text{FWHM}} = 2.39^\circ$ and $\Delta \theta_{95\%} = 1.25^\circ$, respectively. The corresponding wavelength shifts match the spectral acceptance given above.

Figure 24: Considering phase-matching wavelength shifts for fundamental waves incident at an angle for the calculation of the wave vector mismatch provides the angular tolerances.
3.3. Boyd Kleinman analysis for frequency conversion

The intensity of generated beams scales with the fundamental intensity and the length of the nonlinear crystal. At fixed power settings, high intensities are obtained by focusing the fundamental beam into the nonlinear crystal. In nonlinear interactions the divergence of a focused beam limits the interaction length within the nonlinear crystal at tight confinements. Therefore, optimum focusing has to be selected with respect to the crystal length. In order to decouple these two parameters nonlinear waveguides can be used. However, it has been shown that the use of waveguides can be limited to low fundamental power [73]. Another solution is to optimize the focusing with respect to the crystal length, as described by Boyd and Kleinman [74]. In case of SHG in a lossless material, the generated output power $P_2$ is given by [60]

$$P_2 = \frac{16\pi^2 d_{eff}^2}{\varepsilon_0 c_0 \lambda_1^2 n_1 n_2} P_1^2 L h(\sigma, \beta, \kappa, \xi, \mu).$$

Here $h(\sigma, \beta, \kappa, \xi, \mu)$ represents the Boyd-Kleinman function with $\sigma$ accounting for a phase mismatch, $\beta$ accounting for the walk-off effect, $\kappa$ accounting for absorption, $\xi$ accounting for the strength of focusing and $\mu$ accounting for the focal position. Assuming noncritical phase-matching in a lossless material with the focus positioned in the center of the crystal ($\beta = 0$, $\kappa = 0$, $\mu = 0$) simplifies the Boyd-Kleinman function to

$$h(\sigma, \xi) = \frac{1}{4\xi} \int_{-\xi}^{\xi} \frac{e^{i\sigma(\tau-\tau')}}{(1 + i\tau)(1 - i\tau')} d\tau d\tau',$$

with

$$\sigma = \frac{b\Delta k}{2}$$

and

$$\xi = \frac{L}{b}.$$

The maximum Boyd-Kleinman factor is obtained by optimizing $\Delta k$ with respect to $\xi$, resulting in $h = 1.07$ at a confocal parameter of $b = L/2.84$. As an example, the optimum beam waist for phase-matched SHG of 1062.4 nm lasers in a 30 mm long LN crystal at 37 °C is around 28 µm (Figure 25). It should be noted that according to Boyd-Kleinman theory the optimum results are obtained at $\Delta k > 0$, compensating for a phase shift experienced by focused beams [75].

In case of elliptic beams or critical birefringent phase-matching the Boyd-Kleinman analysis can be expanded taking elliptic focusing into consideration. Numerical studies have shown that loose focusing in critical directions, compensating the walk-off effect, and strong focusing in noncritical directions are recommended to increase
the efficiency in large walk-off crystals [76],[77],[78]. In addition, an increased optimum spot size with respect to Boyd-Kleinman analysis was experimentally demonstrated for non-diffraction limited lasers [79].

Figure 25: Boyd-Kleinman factor as a function of beam waist in case of SHG of 1062.4 nm wavelengths in a 30 mm long, 5% MgO:LiNbO₃ crystal at 37 °C.

3.4. Nonlinear materials for generation of green light

Different types of crystals can be applied for frequency conversion into the green spectral range. Two common crystals for birefringent phase-matched generation of visible laser emission are beta-barium borate (BBO) and lithium triborate (LBO). Due to their transparency, ranging from approximately 0.2 µm - 2.6 µm [80],[81], both crystals are preferably applied for frequency conversion into the UV spectral range. Applying these crystals for green light generation at room temperature requires critical phase-matching [92]. The maximum nonlinear coefficients at 1064 nm are $d_{22} = 2.2$ pm/V for BBO and $d_{32} = 3.0$ pm/V for LBO, respectively [82],[83]. Using a BBO crystal, up to 7 W (CW) of green light were generated with a vertical external cavity surface emitting laser in a resonant cavity configuration [84]. With a LBO crystal more than 130 W (CW) were obtained [85]. The absence of gray-tracking in LBO crystals, which is otherwise caused by light induced absorption that reduce the efficiency of pulsed and CW nonlinear interactions [86],[87], results in a good long-term stability and long lifetimes [92]. This was demonstrated by stable operation over more than 100 h at power levels > 100 W [85].

In comparison to birefringent phase-matching, QPM gives access to the larger nonlinear coefficient $d_{33}$ of corresponding periodically poled crystals and allows for more efficient frequency conversion. Common poled crystals for green light
generation are potassium titanyl phosphate (KTP), lithium tantalate (LT) and lithium niobate (LN).

KTP crystals show a transparency range between 350 nm - 4500 nm and have a maximum nonlinear coefficient of $d_{33} = 16.9$ pm/V at 1064 nm [88],[89]. In addition, KTP is characterized by a high damage threshold, large acceptance bandwidths, a low coercive field value enabling large aperture poled crystals, and low photorefractive damage allowing for nonlinear interactions at room temperature [90],[91],[92]. One disadvantage of KTP crystals is gray tracking. Nevertheless, up to 6.2 W (CW) of green light were generated with 16% conversion efficiency by single-pass SHG of fiber lasers in 17 mm PPKTP crystals [93].

Of the three periodically poled crystals mentioned above LT has the lowest nonlinear coefficient ($d_{33} = 13.8$ pm/V at 1064 nm, [64]). Its transparency ranges from 280 nm - 5500 nm and the coercive field with up to 4.5 kV/mm is twice as high compared to KTP crystals [94]. Due to increased thermal conductivity and a high damage threshold, LT is very interesting for high-power applications [92]. Up to 18.3 W (CW) with 20.8% conversion efficiency were obtained by single-pass SHG of fiber lasers in 40 mm PPLT crystals [95].

Compared to the other nonlinear crystals above, LN has the highest nonlinear coefficient ($d_{33} = 25$ pm/V at 1064 nm, [64]) and is the crystal of choice in this work. It shows a transparency range between 400 nm - 5500 nm and the coercive field is comparable to that of LT crystals [96],[97]. Major disadvantages of LN crystals are the low damage threshold and low photorefractive damage threshold [98]. The latter causes an optically induced change of the refractive index that affects the phase-matching condition and leads to beam distortion preventing high-power nonlinear interactions [99]. This effect can be sufficiently reduced either by elevated crystal temperatures [98] or by adding $> 4.5\%$ magnesium oxide to the melt that increases the photoconductivity by 2 orders of magnitude [100]. Based on such magnesium doped crystals up to 3 W of green light (CW) were generated with 34% conversion efficiency by single-pass SHG of fiber lasers [101]. Using diode lasers more than 1.8 W with 23% conversion efficiency were demonstrated [102]. Beam combining with subsequent SFG of these lasers, as introduced in this work, resulted in up to 3.9 W and nearly 25% conversion efficiency [103]. Based on their performance and with respect to the above characterized DBR-tapered diode lasers, PPLN crystals are the preferred choice for efficient concepts of frequency conversion developed and applied in this work.

### 3.5. Basic setups for frequency conversion

Regarding experimental setups, the most straight-forward approach for nonlinear frequency conversion is the above mentioned single-pass configuration (Figure 26). The laser emission is directly focused into a nonlinear crystal. Optical isolation may be required in order to suppress undesired optical feedback that potentially harms
the pump laser. In that case, additional wave plates are used to adjust the fundamental power as well as to readjust the polarization direction as required for optimum conversion. For further experiments, the fundamental and generated waves are typically separated from each other by a dichroic mirror.

A single-pass configuration can be realized with bulk or nonlinear waveguide crystals. With bulk material, conversion efficiencies up to 42% were demonstrated [104]. Tight confinement in nonlinear waveguides can be utilized in order to obtain even higher conversion efficiencies [105]. However, the performance of waveguide crystals can be limited by thermal non-uniformities at high pump powers [73]. In such cases planar waveguides with one-dimensional confinement represent a suitable alternative [106].

The principle of single-pass configurations can also be applied in a more complex cascaded frequency conversion using multiple crystals. This technique increases the effective length of the nonlinear material and leads to increased conversion efficiencies without affecting the phase-matching tolerances [107].

The obtained efficiencies can also be increased by multiple passes through the nonlinear crystal. For example, more than 45% conversion efficiency was obtained in a quadruple-pass regime [108]. This concept can be expanded using resonant cavities (Figure 27). Such configurations increase the fundamental intensity inside the cavity but become increasingly complex. Nevertheless, up to 134 W (CW) of green light and 90% efficiency were reported with an external cavity approach [85]. With intra-cavity configurations more than 60 W (CW) and optical conversion efficiencies up to 40% (pump to green) were obtained [109],[110],[111]. In order to simplify external cavity configurations, nonlinear crystals with curved facets were applied to realize monolithic cavity enhanced frequency conversion [112].

Comparing all these examples, the single-pass configuration with its simple and robust design is the preferred choice in this work.
Figure 27: Principle setups for external cavity enhanced and intra-cavity frequency conversion. In external cavity configurations the nonlinear crystal is often positioned inside a bow tie resonator (top). Intra-cavity configurations are the basis for most frequency converted solid state lasers. Absorption of a fundamental laser generates new laser emission that is subsequently frequency converted (bottom). Additional components may be required to realize unidirectional ring cavities. Intra-cavity configurations also enable SFG utilizing the residual emission of the pump laser.
4. Power enhancement by spectral beam combining

The DBR-tapered diode lasers introduced in chapter 2 fulfill all requirements for efficient high-power green light generation, i.e., high output power, tunable laser emission with narrow spectral bandwidths, and good spatial emission properties with high percentages of power contained in the central-lobe. Applying them in a single-pass configuration resulted in 1.58 W of green light at wall-plug efficiencies of 5% [32]. At this level, green diode laser systems enable competitive direct optical pumping of Ti:sapphire lasers for OCT measurements, see below. Obtaining higher output powers with a single emitter for direct pumping or biomedical applications such as photocoagulation of vascular diseases [36],[37],[38] is rather challenging. According to equation (42), the generated output power scales with the square of the fundamental pump power. At maximum injection currents of 16 A SHG of these DBR-tapered diode lasers provides up to 2 W of green light (Figure 28). At higher injection currents the laser performance may suffer from heat generated inside the lasers, reducing the lifetime of devices and potentially leading to COMD.

![Figure 28: Second harmonic power and conversion efficiency versus fundamental pump power of a DBR-tapered diode laser at a maximum current of $I_{TA} = 16$ A. Frequency conversion is carried out in a 30 mm long, 5% MgO-doped PPLN crystal. The numerical fit is based on the depleted pump approximation, see section 5.3.](image)

The question remains, how the output power of diode laser systems can efficiently be increased for nonlinear interactions without risking laser failure. A solution to this challenge is increasing the number of lasers in conjunction with beam combining [113]. It describes the scenario of two or more lasers being combined with external optical components. Thus, beam combining represents a means to efficiently increase the brightness of laser systems for subsequent nonlinear frequency conversion. This chapter summarizes the results obtained with volume Bragg grating based spectral beam combining of DBR-tapered diode lasers [114].
4.1. Beam combining of comparable lasers

Beam combining of comparable lasers can be carried out in a coherent or incoherent manner [113],[115]. In all cases power scaling is obtained by increasing the number of single emitters. Coherent beam combining requires spectral single-mode emission and phase stabilization. This implies precise control of wavelengths and phase relations of all emitters, so the individual fields add constructively. Therefore, coherent beam combining becomes increasingly complex the more elements that have to be combined. Nevertheless, output powers in the kW range with combining efficiencies > 78% were obtained with fiber laser arrays [116],[117],[118]. The term combining efficiency refers to the power ratio of the combined beam to the sum of fundamental power. Combining diode lasers, 12.8 W were obtained with a 47 emitter array [119].

In case of incoherent beam combining reduced requirements allow for much simpler setups [115]. The most straightforward technique for incoherent combining of two comparable lasers is polarization coupling [120]. With this technique orthogonally polarized lasers are combined with components such as polarizing beam splitters. However, the orthogonal polarizations may limit the efficiency of potential subsequent sum-frequency generation of the combined beams, see chapter 5.

Another technique is spectral beam combining (SBC), which describes incoherent combining of two or more lasers with shifted emission wavelengths [113],[115]. Using a diffraction grating a combined power in the kW range and a combining efficiency of 99% were demonstrated [121],[122].

However, diffraction gratings may limit incoherent combining of comparable diode lasers. For example, the applied 1062 nm DBR-tapered diode lasers are wavelength tunable with 0.08 nm/K (Figure 8). The wavelength difference between individual lasers in the above examples was > 5 nm. Obtaining such large wavelength separations with comparable diode lasers would require increased laser temperatures that may cause serious reductions in performance. According to the grating equation

\[
\sin \theta = m \frac{\lambda}{\Lambda}
\]

combining of comparable wavelengths requires similar angles of incidence, i.e., impractical large source-to-grating distances in order to spatially separate individual emitters [123]. In the equation \( \theta \) represents the diffraction angle, \( m \) the diffraction order, \( \lambda \) the incident wavelength and \( \Lambda \) the grating period.

A solution to this limitation is the use of diode laser arrays described by the following relation

\[
d \approx f \frac{1}{a \cos(\alpha_0)} \Delta \lambda.
\]

Here \( d \) is the spatial extent of the outer emitters, \( f \) the focal length of the lens between the array and the grating, \( a \) the grating period, \( \alpha_0 \) the angle of incidence for
the central emitter, and \( \Delta \lambda \) the wavelength spread of the array [124]. Combining a tapered diode laser bar, 9.3 W were obtained with a combining efficiency of 63\% [125]. Major disadvantages in such setups are mounting induced smiles that negatively affect the spatial quality of the combined beam [126] and the loss in flexibility regarding an optimization of fundamental wavelengths for subsequent nonlinear interactions.

The method of choice in this work is spectral beam combining of diode lasers with volume Bragg gratings [127]. These gratings are written in photo-thermo-refractive (PTR) glass. The permanent change in refractive index is caused by UV radiation exposure followed by thermal development at temperatures around 520 °C [128]. PTR glass is virtually transparent within a spectral range of 350 nm - 2700 nm and provides excellent thermo-mechanical properties [129]. The latter includes a thermal stability up to 400 °C, a thermal expansion coefficient of \( 8.5 \times 10^{-6} \) K\(^{-1}\), a temperature independent refractive index \( (dn/dT = 5 \times 10^{-7} \) K\(^{-1}\)), a thermal conductivity of 0.01 W/cm, and a tolerance to CW radiation up to several tens of kilowatts per square centimeter. Thus, volume Bragg gratings (VBGs) are ideally suited for high-power laser applications. For example, up to 770 W were achieved by combining 5 fiber lasers with a combining efficiency of 91.7\% [129]. The applied grating enabled wavelength shifts of 0.5 nm between individual lasers. Such short shifts are easily obtained with tunable diode lasers as well, making VBGs the preferred choice for spectral beam combining of comparable diode lasers.

**4.2. Spectral and angular acceptance**

The principle behind VBGs is based on Kogelnik's theory of coupled waves developed in 1969 [130]. For an unslanted reflecting VBG, characterized by planes of constant refractive index parallel to the surface of the PTR glass, the diffraction efficiency \( (DE) \) is given by

\[
DE = \frac{\sin^2 \sqrt{\frac{\xi^2}{S^2} - S^2}}{\xi S - \cos^2 \sqrt{\frac{\xi^2}{S^2} - S^2}},
\]

with

\[
S = \frac{d2\pi n \delta n}{\lambda_B^2 f},
\]

and

\[
\xi = \frac{d\pi f \Delta \lambda}{\lambda_B}.
\]

In these equations \( d \) is the grating thickness, \( n \) the refractive index of the PTR glass, \( \delta n \) the refractive index modulation, \( \lambda_B \) the Bragg wavelength, \( f \) the spatial frequency \( (f = 1/A, \) with \( A \) being the grating period), and \( \Delta \lambda \) the deviation from the Bragg
wavelength [131]. It becomes obvious that the $DE$ of a VBG depends to a large extent on the incident laser emission wavelength with respect to the Bragg wavelength. As an example, Figure 29 shows the simulation of the spectral sensitivity based on the parameters summarized in Table 1.

Table 1: Parameters used to simulate the $DE$ of a reflecting VBG. The parameters not provided by the supplier are replaced by values found in the literature for beam combining at comparable wavelengths.

<table>
<thead>
<tr>
<th>Parameter</th>
<th>Symbol</th>
<th>Value</th>
</tr>
</thead>
<tbody>
<tr>
<td>Bragg wavelength</td>
<td>$\lambda_B$</td>
<td>1062 nm</td>
</tr>
<tr>
<td>Thickness</td>
<td>$d$</td>
<td>3.41 mm</td>
</tr>
<tr>
<td>Refractive index</td>
<td>$n$</td>
<td>1.5 [132]</td>
</tr>
<tr>
<td>Refractive index modulation</td>
<td>$\delta n$</td>
<td>300 ppm [129]</td>
</tr>
<tr>
<td>Grating period</td>
<td>$\Lambda$</td>
<td>360 nm [133]</td>
</tr>
</tbody>
</table>

Figure 29: Simulation of the spectral sensitivity of an unslanted reflecting VBG ($\phi = 0^\circ$) specified for 1062 nm. The angle $\phi$ describes the angular deviation of the grating vector to the surface normal.

The plot in Figure 29 shows a typical characteristic for volume Bragg gratings. At the Bragg condition the $DE$ is close to unity. At multiple points offset from the Bragg condition the $DE$ is reduced to zero. The acceptance bandwidth in this example is $\Delta \lambda_{FWHM} = 0.3$ nm. At 95% of maximum $DE$ the acceptance bandwidth is slightly reduced ($\Delta \lambda_{95\%} = 0.2$ nm). The resulting top-hat like profile is typical for reflecting VBGs. For comparison, transmitting VBGs are characterized by an increased sensitivity, resulting in a more defined wavelength selectivity and 33% lower efficiencies at incident emission with spectral widths equal to the acceptance bandwidth of the gratings [134].

Due to narrow acceptance bandwidths defined in the production process VBGs are highly attractive for beam combining of comparable diode lasers. For example, in case of a reflecting VBG one laser providing narrow spectral emission within the
acceptance bandwidth is wavelength tuned in order to fulfill the Bragg condition and to obtain diffraction. A second laser tuned to wavelengths that do not fulfill the Bragg condition is simply transmitted through the grating. SBC of these two beams is obtained by optimizing the overlap of the diffracted and transmitted emission. In addition to the spectral sensitivity, the $DE$ of VBGs also shows an angular dependence. In case of a reflecting VBG, the angular deviation from the Bragg angle $\Delta \theta$ is translated into a Bragg wavelength deviation using the following relation [134]

$$\Delta \theta = \sqrt{\cot^2 \theta_B + \frac{2\Delta \lambda}{\lambda_B}} - \cot \theta_B.$$  

(51)

Figure 30 shows the corresponding simulation of the angular sensitivity based on a Bragg angle of $\theta_B = 6.4^\circ$ and grating parameters summarized in Table 1. With the specified grating the angular acceptance is as narrow as $\Delta \theta_{\text{FWHM}} = 0.13^\circ$. At 95% of maximum efficiency the angular acceptance is reduced to $\Delta \theta_{95\%} = 0.09^\circ$, which requires a precise adjustment of the angle of incidence at fixed emission wavelengths. Using diode lasers provides the advantage that beam combining can be optimized more easily, by actively adjusting the angle of incidence and the emission wavelength simultaneously.

![Figure 30: Simulation of the angular sensitivity of an unslanted reflecting VBG ($\phi = 0^\circ$). The grating is specified for 1062 nm and a Bragg angle of 6.4°. The applied parameters of the simulation are listed in Table 1.](image)

**4.3. Description of the experimental setup for beam combining**

The applied setup for Bragg grating based SBC of comparable diode lasers is illustrated in Figure 31. It consists of two 1062 nm DBR-tapered diode lasers that are collimated and corrected for astigmatism using pairs of aspheric lenses
(f = 3.1 mm, NA = 0.68) and cylindrical lenses (f = 15 mm). All lenses are antireflection (AR)-coated in order to suppress optical feedback from back-reflections at the lens surfaces. The selected lenses result in a nearly circular emission with roughly 2 mm in diameter.

Beam combining is carried out with a L x W x H = 3.4 mm x 10 mm x 10 mm reflecting VBG (OptiGrate). According to the supplier, the specified grating has an average DE of 99.2% at 1062 nm and a spectral selectivity of Δλ_{FWHM} = 0.3 nm. The Bragg angles are 6.4° and -6.7°. Laser 1 not fulfilling the Bragg condition is transmitted by the grating. Beam combining with Laser 2 is achieved by properly adjusting its angle of incidence and wavelength, while monitoring the overlap at different positions. Once beam combining is obtained, the difference in emission wavelengths between the two lasers can easily be changed by temperature tuning of Laser 1 towards another minimum of the DE curve. However, a trade-off has to be made between wavelength separation and combining efficiency. At similar wavelengths both lasers will be diffracted equally preventing spectral beam combining.

4.4. Characterization of the applied diode lasers

Both lasers are operated at \( I_{RW} = 300 \text{ mA} \) and \( T = 20 \text{ °C} \). Figure 32 shows the obtained output power versus the injection current to the tapered section. For Laser 1, a slope efficiency of 0.74 W/A is measured. The power of Laser 2 does increase with 0.71 W/A. At maximum currents the lasers emit 8.92 W (Laser 1) and 8.46 W (Laser 2), respectively, without showing signs of thermal roll over. The inset in Figure 32 shows the spectra at maximum currents. The center wavelengths of both lasers are located at 1063.0 nm (Laser 1) and 1062.9 nm (Laser 2), respectively. The spectra show a side-mode suppression ≥ 25 dB and spectral widths < 10 pm. The latter is well within the spectral acceptance bandwidth of the specified grating. Therefore, both lasers show a comparable performance and are suited for spectral beam combining with the specified grating.
As mentioned above, spectral beam combining is obtained by adjusting the angles of incidence and emission wavelengths properly. Assuming a linear dependence between wavelengths and laser temperatures, a tunability of 0.09 nm/K is measured (Figure 33). Due to a VBG acceptance bandwidth of 0.3 nm, the required change in laser temperature for spectral beam combining of the two lasers is not critical.

In addition to the power and spectral performance the spatial qualities of both lasers are measured according to the $1/e^2$ criteria (Figure 34). At maximum currents the $M^2$ values in the fast axis are 1.5 (Laser 1) and 1.4 (Laser 2). In the slow axis, values of 2.1 (Laser 1) and 3.2 (Laser 2) are obtained. In summary, both lasers are comparable in all aspects and are suitable for SBC with the specified grating.
Figure 34: $1/e^2$ beam widths of two DBR-tapered diode lasers at $T = 20 \, ^\circ\text{C}$, $I_{\text{RW}} = 300 \, \text{mA}$, and $I_{\text{TA}} = 14 \, \text{A}$. The images show the measurements for Laser 1 (top) and Laser 2 (bottom), respectively.

4.5. Spectral beam combining of two DBR-tapered diode lasers

Spectral beam combining of two DBR-tapered diode lasers is carried out at different injection currents to the tapered sections ($I_{\text{TA}} = 6 \, \text{A}, 8 \, \text{A}, 10 \, \text{A}, 12 \, \text{A}, 14 \, \text{A}$). At each point both lasers are corrected for astigmatism, and the emission wavelengths and angles of incidence for Laser 2 are adjusted for maximum combining efficiency. At injection currents of 6 A, a combining efficiency of 95.4% is obtained and results in a combined power of 5.4 W (Figure 35). At 14 A to the tapered sections the output power increases up to 16.1 W. The corresponding combining and wall-plug efficiencies are 93.7% and 26%, respectively. The reduction in combining efficiency at higher currents can be explained by slight degradations of laser parameters. Additional losses within the setup are linked to finite divergences and potential grating non-uniformities [132].
Figure 35: Output power of individual and beam combined DBR-tapered diode lasers at different injection currents. The inset shows the corresponding combining efficiencies.

At maximum currents, the laser temperatures are set to 15.5 °C (Laser 1) and 23.0 °C (Laser 2), respectively. The resulting emission wavelengths are located at 1062.7 nm and 1063.2 nm (Figure 36). In both cases the spectral widths and side-mode suppressions are not affected by SBC.

Figure 36: Emission spectrum of the combined beam showing a spectral separation of 0.5 nm between the individual lasers.

The spatial quality of the combined beam is comparable to the individual lasers (Figure 37). The $M^2$ values measured according to the 1/e² criteria are $M^2 = 1.8$ (fast axis) and $M^2 = 3.3$ (slow axis), respectively. A similar behavior is observed at low injection currents (Table 2).
Figure 37: $1/e^2$ beam widths of the combined beam at $I_{RW} = 300$ mA, and $I_{TA} = 14$ A.

Table 2: Variation of $M^2$ values for Laser 1, Laser 2 and combined at low and high injection currents.

<table>
<thead>
<tr>
<th></th>
<th>$I_{TA} = 6$ A</th>
<th></th>
<th></th>
<th>$I_{TA} = 14$ A</th>
<th></th>
<th></th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>Laser 1</td>
<td>Laser 2</td>
<td>Combined</td>
<td>Laser 1</td>
<td>Laser 2</td>
<td>Combined</td>
</tr>
<tr>
<td>$M^2_{Slow Axis}$</td>
<td>2.2</td>
<td>2.4</td>
<td>2.4</td>
<td>2.1</td>
<td>3.2</td>
<td>3.3</td>
</tr>
<tr>
<td>$M^2_{Fast Axis}$</td>
<td>1.5</td>
<td>1.4</td>
<td>1.6</td>
<td>1.5</td>
<td>1.4</td>
<td>1.8</td>
</tr>
</tbody>
</table>

These results clearly demonstrate the potential for efficient high-power diode laser systems based on SBC of comparable lasers. Utilizing the wavelength tunability of diode lasers enables less critical optical alignment compared to lasers limited to certain atomic transitions. Maintaining the spatial quality, spectral beam combining of diode lasers potentially leads to efficient, compact and low-cost systems with high-power, diffraction-limited emission. Subsequent nonlinear frequency conversion of combined lasers can benefit to a strong extent from this technique and enable diode laser systems generating multiple watts in the visible spectral range.
5. Sum-frequency generation of spectrally combined diode lasers

Spectral beam combining represents an efficient method to enhance the output power of laser systems that are otherwise limited by effects such as thermal degradation. In addition, the resulting overlap of two combined beams in the above example is an ideal condition for subsequent sum-frequency generation (Figure 14). This chapter summarizes the results achieved by SFG of beam combined DBR-tapered diode lasers [103].

5.1. Brief theoretical consideration

The coupled amplitude equation for the case of SFG is expressed by the following relation

$$\frac{dA_3}{dz} = i \frac{2\omega_3 d_{\text{eff}}}{n_3 c} A_1 A_2 e^{i \Delta k z}. \quad (52)$$

Here $A_1$ and $A_2$ represent the field amplitudes incident on the nonlinear crystal. From that equation the intensity of the generated emission can be derived [61]

$$I_3 = \frac{8\pi^2 d_{\text{eff}}^2}{n_3 n_2 n_1 \lambda_3^2 \varepsilon_0 c^2} I_1 I_2 L^2 \text{sinc}^2 \left( \frac{\Delta k L}{2} \right). \quad (53)$$

A more detailed derivation is provided in [27]. A direct comparison with the case of SHG expressed in equation (25) shows that doubling the fundamental intensity using similar lasers ($I_1, I_2$) increases the amount of generated green light ($I_3$) by a factor of four. Therefore, SFG of comparable lasers can be applied to efficiently overcome performance limitations of single emitter based green diode laser systems.

For both nonlinear interactions the efficiency scales with the square of the nonlinear coefficient. As discussed above, efficient nonlinear frequency conversion into the green spectral range using lithium niobate crystals should preferably be based on the nonlinear coefficient $d_{33}$ [60]. According to

$$P_z(\omega_1 + \omega_2) = 4\varepsilon_0 d_{33} E_z(\omega_1) E_z(\omega_2), \quad (54)$$

this requires the two lasers to be polarized in the same direction, which eliminates polarization coupling in favor of the above applied VBG based spectral beam combining.

5.2. Experimental setup for sum-frequency generation

In comparison to the setup for SBC applied in chapter 4, only minor changes are made (Figure 38). The concept consists of two collimated DBR-tapered diode lasers positioned at the same distance to the grating. Both lasers are corrected for astigmatism using the same pairs of aspheric and cylindrical lenses.
Beam combining is carried out with the same grating as specified in section 0 (DE > 99% at 1062 nm). In order to obtain high combining efficiencies both lasers are wavelength tuned while simultaneously adjusting the angle of incidence for Laser 2. As explained in section 0, the resulting wavelength separation between the two lasers is crucial and needs to be carefully observed. Similar emission wavelengths would to a certain extent be comparable to frequency conversion of multimode lasers, which led to increased conversion efficiencies in comparison to single-mode lasers [135],[136]. However, due to the characteristics of VBGs similar wavelengths will be diffracted equally preventing spectral beam combining.

Behind the grating a combination of two waveplates and a 30 dB optical isolator is used. The optical isolator suppresses unwanted back-reflections that otherwise can destabilize the diode laser [137]. This component consists of a Faraday rotator positioned in between two polarizers. In Figure 38 the waveplate to the right of the isolator adjusts the linearly polarized laser emission for transmission through the isolator. It therefore enables regulating the output power available for frequency conversion without changing the injection current. The Faraday rotator tilts the polarization according to the Faraday effect, which can be observed in certain materials placed in a static magnetic field [53]. The rotation depends on the propagation length, the magnetic flux, and the wavelength and material dependent Verdet constant. In this example the incident polarization is rotated by 45°. The obtained rotation does not reverse and therefore protects the lasers against potential back reflections. The second waveplate corrects the direction of polarization with respect to the requirements for efficient frequency conversion.

For efficient SFG an achromat ($f = 75$ mm) generates a $42 \, \mu$m beam waist inside a plane cut, 5% MgO-PPLN crystal (HCP photonics). This is slightly larger than predicted by Boyd-Kleinman theory for focused Gaussian beams but proved to be optimum in the experiments. The deviation may be explained by the reduced spatial quality of the lasers with respect to an ideal Gaussian beam [79]. The dimensions of the crystal are $L \times W \times H = 30 \, \text{mm} \times 2 \, \text{mm} \times 0.5 \, \text{mm}$. The poling period of the AR-coated crystal is 6.92 $\mu$m.
In order to separate the second harmonic and fundamental laser emission a dichroic mirror is positioned behind the crystal. An optional lens collimates the generated green light for further experiments.

5.3. Frequency conversion of spectrally combined diode lasers

In the experiments both diode lasers are operated at different injection currents to the tapered sections \(I_{TA} = 6\ A, 8.5\ A, 11\ A, 13.5\ A, 16\ A\). Because the overlap of the individual beams is of tremendous importance for frequency conversion, the beams are observed using two beam scanners simultaneously. Figure 39 shows the obtained overlap of the beam waist profiles at injection currents of 6 A. Figure 40 displays an image of the collimated, combined beam at a long distance. The figures show a good overlap of the two lasers, obtained by optimizing laser wavelengths and angles of incidence on the VBG. The intensity contained in the wings of the lateral beam waist profiles is also reproduced in the lower image.

![Beam waist profiles](image)

Figure 39: Beam waist profiles of two spectrally combined DBR-tapered diode lasers at injection currents of \(I_{TA} = 6\ A\). The profiles are measured along the slow axis (top) and fast axis (bottom).
Figure 40: Image of the collimated beam of two spectrally combined DBR-tapered diode lasers at injection currents of $I_{TA} = 6$ A.

The results obtained with spectral beam combining are illustrated in Figure 41. At low currents ($I_{TA} = 6$ A) an output power of 5.1 W is obtained. The maximum output power at $I_{TA} = 16$ A is 18.0 W. The achieved combining efficiencies are within 90% - 92%, comparable to the results obtained above. The measured spatial qualities are $M_{40}^2 \approx 2$ in the fast axis and $M_{40}^2 \approx 4$-5 in the slow axis, with reduced qualities at higher injection currents (Figure 42).

Figure 41: Output power of individual and beam combined DBR-tapered diode lasers at different injection currents. The inset shows the corresponding combining efficiencies.
Figure 42: Beam widths measured along the beam waist of the combined beam at $I_{TA} = 6$ A (top) and $I_{TA} = 16$ A (bottom).

Two combined lasers enable three different nonlinear processes for green light generation that are individually selected by changing the crystal temperature. Figure 43 shows the temperature tuning curves measured at different wavelength separations between the two lasers. At closely spaced emission wavelengths the contributions by SHG and SFG are more difficult to be distinguished from another. By shifting the emission wavelength of Laser 1 towards longer wavelengths, the phase-matching temperatures for SHG of Laser 1 and SFG are increased. This results in an increased separation of the individual processes.

All interactions are characterized by a temperature acceptance around $\Delta T_{\text{FWHM}} = 1.4$ °C. In addition, distinct side-lobes shifted by 1.5 °C from the corresponding phase-matching temperatures are observed. This behavior is potentially caused by poling non-uniformities along the crystal length. A rough estimation based on the equations (35) and (37) shows that this increase in phase-matching temperatures can already occur at poling period deviations of a few nanometers.
Figure 43: Output power of the generated green light versus crystal temperature at different wavelength separations between the combined lasers. The individual curves are shifted in vertical direction for better analysis.

Figure 44 shows the obtained output power at $I_{TA} = 6$ A for frequency doubling of Laser 1 and Laser 2, as well as the achieved amount of green light generated by SFG. In case of SHG, an available pump power of about 2.2 W results in 0.16 W of green light. This corresponds to conversion efficiencies of about 7% for each laser. The nonlinear efficiency under pump depletion is obtained with the following relation [32]

$$P_2 = P_1 \tanh^2 \left( \sqrt{\eta P_1} \right).$$

(55)

Here $P_1$ represent the fundamental pump power and $P_2$ the power obtained by SHG. The numerical fits show good agreement with the measured data and result in nonlinear efficiencies of $\eta = 3.8$ %/W for Laser 1 and $\eta = 3.4$ %/W for Laser 2, respectively.

In case of SFG of the combined lasers 0.53 W at 3.2 %/W are measured. It should be noted that the nonlinear efficiency of SFG under depleted pump approximation is calculated slightly different by

$$P_3 = \frac{P_1 + P_2}{2} \tanh^2 \left( \sqrt{\frac{P_1 + P_2}{4\eta}} \right).$$

(56)

Here $P_1$ and $P_2$ represent the fundamental pump powers and $P_3$ the power obtained by SFG. In comparison to the case of SHG, the depleted pump approximation is changed in order to express the above discussed increase by a factor of four with respect to SHG of a single laser.
Figure 44: Second harmonic and sum-frequency power versus fundamental pump power at $I_{TA} = 6$ A. The case of SHG is plotted using the bottom-left scales. The top-right scales are used for SFG.

Comparing the output power obtained by SHG of a single laser and SFG of two combined lasers shows that the latter results in a 3.2-fold increase. The deviation to an ideal 4-fold improvement is mainly affected by the overlap of the two beams and fundamental pump depletion.

At maximum injection currents ($I_{TA} = 16$ A) an available pump power of 15.7 W generates an output power of 3.9 W by SFG (Figure 45). This corresponds to optical conversion and nonlinear efficiencies of 24.8% and 2.6 %/W, respectively. The wall-plug efficiency is 5.7%. Frequency doubling of the individual lasers results in an output power of 1.6 W at available pump powers of about 7.7 W. Based on the depleted pump approximation, nonlinear efficiencies of 3.0 %/W are calculated. The reduction of the improvement factor from 3.2 at 6 A to 2.5 at 16 A is to a high extent caused by reduced beam qualities in conjunction with a decreasing power content in the central lobe. While the values in the fast axis remain stable around 90%, the values in the slow axis drop from 81% at 6 A down to 73% at 16 A. This reduction makes it more difficult to obtain a proper overlap of the individual beams for efficient frequency conversion.

The inset in Figure 45 shows an emission spectrum obtained by sum-frequency generation at $I_{TA} = 16$ A. As shown above, tuning the pump wavelengths enables to separate phase-matching temperatures of individual nonlinear interactions. Therefore, single-mode emission can be obtained. The spectrum in Figure 45 shows a side-mode suppression > 15 dB and a spectral width of $\Delta \lambda_{\text{FWHM}} = 5$ pm.
Figure 45: Second harmonic and sum-frequency power versus fundamental pump power at $I_{TA} = 16$ A. The inset shows an emission spectrum measured at maximum performance.

In order to analyze the power stability, the SFG output power at $I_{TA} = 16$ A is recorded over one hour (Figure 46). The plot shows a maximum deviation of 2.6%. The obtained stabilities can be significantly improved by implementing electronic feedback loops, see section 8.2.

Figure 46: Output power of the sum-frequency generated beam measured over one hour at $I_{TA} = 16$ A. The inset shows an enlarged plot of the measured data.

The spatial properties of the generated green light reveal diffraction-limited emission with $M_{4\sigma}^2 = 1.1$ in the fast axis and $M_{4\sigma}^2 = 1.3$ in the slow axis, respectively.
(Figure 47). The fact that very good spatial properties are obtained even at high pump power indicates the lack of photorefractive damage one might expect at high-power performance [99]. The improvement with respect to the fundamental emission can be explained by the central lobe contributing most efficiently to the green light generation as well as a spatial nonlinear beam clean-up, affected by the overlap of the involved beams [138].

![Beam Width Measurement](image1)

Figure 47: Beam widths of the sum-frequency generated beam measured along the beam waist at $I_{TA} = 16$ A.

In order to provide an overview on the performance at different injection currents, Figure 48 summarizes the corresponding output powers obtained by SHG and SFG. The inset shows the decreasing improvement factor, discussed above.

![Output Power Comparison](image2)

Figure 48: Output power in the green spectral range generated by SHG or SFG at various injection currents. The inset shows the improvement factor obtained for SFG with respect to SHG of a single laser.
The results show that the concept of SFG with spectrally combined diode lasers helps to efficiently enhance the output power of diffraction-limited visible diode laser systems. Based on their wavelength tunability these systems provide an additional spectral flexibility which is not achieved with laser systems limited to certain emission wavelengths. In order to increase the output power even further the concept can be expanded, for example, by combining multiple lasers with additional gratings or multiplexed VBGs [128],[139].
6. Extending the concept of spectrally combined diode lasers

It has been shown that beam combining with subsequent frequency conversion can be used to efficiently enhance the amount of visible laser emission. The question remains how to further increase the output power of visible diode laser systems in a compact and efficient manner. One key advantage of diode lasers is their wavelength tunability. This enables active adjustments of emission wavelengths in order to obtain phase-matching for nonlinear frequency conversion. In the above concept this principle is utilized to achieve sum-frequency generation at various crystal temperatures. The same principle can also be applied in an advanced approach involving multiple lasers. For example, in addition to SFG of two combined lasers, additional lasers can be added for simultaneous nonlinear interactions at the same crystal temperature. The generated emission will benefit from all contributions. In addition, the ability of wavelength tuning potentially enables single spectral mode emission. However, this new concept requires spectral beam combining of multiple laser. Using additional gratings increases the number of optical components and size of such setups. A more compact approach is to use multiplexed volume Bragg gratings [139]. This chapter summarizes the results obtained with frequency conversion of three diode lasers, spectrally combined in a multiplexed VBG [140].

6.1. Phase-matching for simultaneous SHG and SFG

The indicated concept of simultaneous nonlinear interactions at fixed crystal temperatures leaves the question about potential limitations. Regarding beam combining the total number of lasers is mainly limited by the custom design of the applied multiplexed grating. Each laser diffracted by the grating has to fulfill the Bragg condition. In a multiplexed grating the first combination of two lasers pre-determines the emission wavelengths and angles of incidence for any additional diffracted laser. The emission wavelength of a transmitted laser is still tunable for efficient frequency conversion. For example, in a scenario of three combined lasers one diffracted laser serves as a pump laser for frequency doubling. Obtaining the same emission wavelength by SFG of the other two lasers implies that their wavelengths are selected accordingly, using the simple relation

$$\lambda_1 = \frac{\lambda_{\text{SHG}}}{1 - \frac{\lambda_{\text{SHG}}}{\lambda_3}}. \tag{57}$$

Here $\lambda_1$ and $\lambda_3$ represent the fundamental wavelengths for sum-frequency generation required for obtaining the same emission wavelength as in case of SHG ($\lambda_{\text{SHG}}$). The limiting factor regarding possible wavelength combinations at fixed crystal temperatures is phase-matching. Figure 49 shows the spectral tolerance for SFG at fixed conditions. The simulation is based on the equations (35) and (37) for a lithium niobate crystal as applied in chapter 5. The crystal temperature is set to
37 °C for phase-matched SHG at 1062.4 nm. The shown curve is obtained by changing the fundamental wavelengths for SFG in accordance with equation (57).

![Figure 49: Simulated wavelength tolerance for quasi phase-matched SFG using a 30 mm long 5% MgO-PPLN crystal. The simulation is based on fixed crystal parameters and the fundamental wavelengths ($\lambda_1$, $\lambda_3$) are selected with respect to the desired emission wavelength of 531.2 nm. At 50% of maximum intensity the spectral range for additional wavelength combinations at a constant crystal temperature is 23.6 nm. At 95% of maximum intensity the available wavelength span is still 12.3 nm. By engineering a multiplexed VBG with low spectral acceptance, many wavelength tunable lasers with narrow laser emission can be combined within this wavelength span. The requirements of this concept perfectly match with the unique key advantages of diode lasers, making it an ideal approach for power scaling of visible diode laser systems.

### 6.2. Theoretical description for simultaneous SHG and SFG

Assuming that the wavelengths of three beam combined lasers ($\lambda_1 > \lambda_2 > \lambda_3$) are selected in a manner that phase-matching is exclusively provided for SFG of $\lambda_1$, and $\lambda_3$ and SHG of $\lambda_2$, the scenario of simultaneous SHG and SFG is described by a total of five induced nonlinear polarizations and five electric fields. It should be noted that back coupling between these two processes is neglected in order to simplify the theoretical description. Under the assumption of phase-matching ($\Delta k_{\text{SHG}} = \Delta k_{\text{SFG}}$), single-mode emission ($\omega_{\text{SHG}} = \omega_{\text{SFG}}$), and zero phase delay between the second harmonic and the sum-frequency fields ($\phi_{\text{SHG}} = \phi_{\text{SFG}}$), solving the nonlinear wave equation results in the coupled amplitude equation for the generated emission
Here the indices 1, 2, and 3 refer to the fundamental waves. It becomes obvious that under the above assumptions, the amplitude of the generated emission is given by the sum of the individual interactions. This also applies in case of multiple simultaneous interactions. A more detailed analysis is provided in the appendix.

The corresponding intensity is obtained by integration over the entire crystal length, which results in the following relation

\[
\frac{dA}{dz} = \frac{id_{\text{eff}} \omega e^{i \Delta k z}}{nc} (A_2^2 + 2A_1 A_3). \tag{58}
\]

The equation reveals the individual contributions of SHG and SFG. A third term indicates a coupling between the two nonlinear interactions. Under the above assumptions this term represents the contribution from occurring interference effects that do not alter the total intensity, see below.

### 6.3. Setup for simultaneous nonlinear interactions

![Setup for spectral beam combining of three lasers in a multiplexed VBG with subsequent frequency conversion.](image)

Figure 50: Setup for spectral beam combining of three lasers in a multiplexed VBG with subsequent frequency conversion.
The experimental setup for spectral beam combining in Figure 50 is similar to the setups applied above. It consists of three individual DBR-tapered diode lasers collimated and corrected for astigmatism. All lasers are positioned at roughly the same distance to a multiplexed volume Bragg grating. The VBG is 3.99 mm thick with a 10 mm x 10 mm aperture. It is designed for beam combining of three lasers and therefore contains two grating structures. The individual gratings have an average diffraction efficiency of $\text{DE} > 99\%$ and spectral acceptance bandwidths of 0.26 nm and 0.28 nm, respectively. One grating is designed for diffraction at 1062.5 nm and Bragg angles of 11.1° and 1.0° with respect to the surface normal. The second grating is designed for diffraction at 1062.0 nm wavelengths at 1.2° and -9.0°. Beam combining of three lasers is obtained by adjusting the emission wavelengths and angles of incidence until the diffracted beams overlap properly with the transmitted beam. The left part of the setup shows the optical isolation and frequency conversion analog to the setup discussed in section 5.2.

### 6.4. Spectral beam combining in a multiplexed grating

All three DBR-tapered diode lasers are operated at $I_{\text{RW}} = 300$ mA and $I_{\text{TA}} = 4$ A. The transmitting Laser 1 is operated at a laser temperature of 20 °C, which results in an emission wavelength of 1062.78 nm (Figure 51). In order to obtain spectral beam combining of Laser 1 and 3, the angle of incidence and the emission wavelength of Laser 3 are adjusted accordingly. The corresponding wavelength is 1062.05 nm at a laser temperature of 13 °C. Once these two lasers are combined, the position of the VBG should not be changed. This fixed position of the grating pre-defines the required wavelengths and angles of incidence for any additional laser. Spectral beam combining with Laser 2 is obtained at a laser temperature of 26.4 °C and an emission wavelength of 1063.19 nm. All three lasers provide narrow emission bandwidths with $\Delta \lambda_{\text{FWHM}} \leq 9$ pm. The measured side-lobes are suppressed by 10 dB and may be caused by unexpected optical feedback requiring further investigations. The overlap between the three lasers is controlled by observing the beam waist profiles (Figure 52) and an image of the collimated, combined beam at a longer distance (Figure 53). Both figures indicate a good overlap of the individual lasers. The total power measured for the individual lasers adds up to 3.78 W. After beam combining an output power of 3.39 W is measured. This results in a combining efficiency of 90%. The corresponding $M^2_{\lambda\sigma}$ values of the combined beam are 1.9 in the slow axis and 1.5 in the fast axis (Figure 54).
Figure 51: Resulting spectrum of three beam combined lasers, revealing the individual contributions.

Figure 52: Normalized beam waist intensity profiles of three overlapping DBR-tapered diode lasers in both transverse directions.
6.5. Frequency conversion of three combined lasers

For simultaneous nonlinear interactions frequency doubling of Laser 2 is used as a reference. The required crystal temperature is 44.7 °C, resulting in a maximum second harmonic output power of 40 mW at 531.59 nm. The available pump power and the corresponding optical conversion efficiency are 1.03 W and 4%, respectively. Without changing the crystal position or its temperature, Laser 1 is wavelength tuned in order to obtain efficient sum-frequency generation of Laser 1 and Laser 3. The resulting laser temperature of 39.1 °C reduces the available pump
power to 0.63 W. The output power available for SFG adds up to a total of 1.76 W and results in 100 mW of green light (6%). The output power for simultaneous interactions is given by the sum of the individual nonlinear contributions and results in a total of 140 mW (5%). A second option for simultaneous interactions would have been SFG with Laser 2 and Laser 3, and SHG with Laser 1. However, this scenario was not carried out in this work.

In order to obtain similar wavelengths from the two nonlinear processes, the spectral emission of Laser 1 is fine-tuned accordingly. Figure 55 shows the spectrum of green laser emission generated by simultaneous nonlinear interactions. The spectrum is located at the desired wavelength and has a spectral bandwidth < 5 pm indicating a good match between the obtained emission wavelengths. The side-lobes in Figure 55 are also observed in the near-infrared (Figure 51) and may be caused by unexpected optical feedback.

![Emission spectrum of simultaneous SHG and SFG. At a fixed crystal temperature the wavelength of Laser 1 is adjusted in order to obtain matching emission wavelength for SHG and SFG.](image)

Analyzing the green emission at matching wavelengths with a photodiode and an oscilloscope reveals the above mentioned interference effects resulting from the superposition of coherent waves [141]. Due to these effects the combined signal is given by the sum of the individual contributions but shows additional random modulations that are not seen in case of separate SHG and SFG (Figure 56). The random nature of this behavior may result from wavelength fluctuations of the diode lasers. The detected modulations disappear by detuning the temperature of Laser 1, which indicates the requirement of matching green emission wavelengths in order to observe these effects.
Figure 56: Direct comparison of the measured photodiode signal at individual and simultaneous SHG and SFG. The measurement reveals the onset of interference effects caused by the superposition of coherent waves.

The spatial quality of the combined green beam shows values of $M^2_{4\sigma} = 2.3$ in the slow axis and $M^2_{4\sigma} = 1.6$ in the fast axis (Figure 57). The measured values are comparable to the fundamental laser emission but indicate the lack of spatial filtering as observed in Section 5.3. In order to improve the spatial quality of simultaneous nonlinear interactions the overlap of the involved beams needs to be improved even further.

Figure 57: Beam widths of the simultaneously generated green emission measured along the beam waist.

Frequency conversion of three beam combined lasers enables a total of six nonlinear interactions. Figure 58 shows the generated output power as a function of crystal
temperature. Due to the different emission wavelengths of the three lasers separated by 1 nm, the individual nonlinear contributions can be clearly distinguished by their phase-matching temperature. The only exception is the central maximum that is based on simultaneously phase-matched frequency doubling and sum-frequency generation. The difference in output power for comparable nonlinear interactions results from variations in fundamental pump power due to increased laser temperatures, the overlap of the individual lasers, and the crystal position being optimized for SHG of Laser 2 and SFG of Laser 1 and Laser 3.

![Graph showing output power as a function of crystal temperature](image)

**Figure 58:** Output power as a function of crystal temperature in case of nonlinear frequency conversion with three combined fundamental lasers. Each maximum represents phase-matching for the corresponding nonlinear interaction. The central maximum consists of contributions from simultaneous SHG and SFG.

The results indicate that spectral beam combining with subsequent nonlinear frequency conversion can be expanded using multiple lasers and a multiplexed VBG. The total number of lasers to be combined in a single grating is limited by its design parameters. The number of simultaneous frequency conversions with multiple lasers is limited by the spectral acceptance bandwidth of the nonlinear crystal. It is shown that the output power in such systems is determined by the sum of the individual contributions, indicating the great potential towards power scaling in advanced diode laser systems.
7. Diode laser based pumping of titanium sapphire lasers

Regarding biomedical applications of green diode laser systems, the main focus in this work is on direct pumping of Ti:sapphire lasers for optical coherence tomography (OCT). In most cases green emission is provided by frequency converted solid state lasers, which can have low wall-plug efficiencies and significantly add to the dimensions and price of Ti:sapphire laser systems. Obtaining the required high-power green light emission directly with simple and more efficient diode lasers is challenging. Applying nonlinear frequency conversion can overcome these limitations. This chapter summarizes the results obtained by direct pumping of Ti:sapphire lasers with a frequency doubled diode laser [142].

7.1. Direct pumping of Ti:sapphire lasers

Ti:sapphire lasers belong to the group of transition-metal-ion lasers characterized by a tunability over a wide spectral range of several hundred nanometers [2],[143]. In case of titanium doped sapphire laser crystals the laser emission ranges between 600 nm - 1100 nm [144]. In mode-locked operation Ti:sapphire lasers provide ultrashort femtosecond pulses [145] that are required in many biomedical imaging applications such as two-photon microscopy, coherent anti-Stokes Raman scattering microscopy or optical coherence tomography [33],[34],[35].

Ti:sapphire lasers are characterized by a maximum absorption around 500 nm [143] and high pump thresholds. Therefore, pump lasers should ideally provide more than 1 W (CW) of green light with good spatial quality and high efficiencies without adding to the size of the Ti:sapphire systems. Direct pumping of Ti:sapphire lasers has been demonstrated with laser systems such as argon-ion lasers, neodymium based solid state lasers, thin disk lasers or fiber lasers [143],[146],[147],[148],[149].

A more efficient approach towards green laser emission is the use of direct green light emitting lasers. Green emitting diode lasers were shown with output powers up to 1 W limited by the laser crystal qualities or spatial qualities [150],[151]. With diode pumped Pr³⁺-doped laser crystals more than 700 mW were obtained at 523 nm [152].

A solution towards increased output powers of several watts is frequency conversion of optically pumped infrared lasers [85],[109],[153]. Direct pumping of Ti:sapphire lasers with a 5 W frequency doubled optically pumped semiconductor laser resulted in an output power of 0.5 W at pulsewidths < 20 fs [154]. A major disadvantage of such configurations is that two conversion processes are required to generate green light, which negatively affects the overall wall-plug efficiencies.

These drawbacks are overcome by more efficient blue diode lasers or frequency converted diode lasers that may also lead towards low-cost Ti:sapphire lasers with small footprints. In addition, the short upper-state lifetimes of diode lasers in comparison to ≈ 3 µs for Ti:sapphire laser crystals [137],[144] reduce the risk of transferring intensity noise caused by relaxation oscillations to the output of the
Ti:sapphire laser. Different groups examined the potential of blue gallium nitride based pump lasers with output powers of $P \approx 1$ W. Direct pumping at 450 nm resulted in Ti:sapphire laser emission of 13 mW at pulsewidths of 114 fs [155]. Up to 101 mW and pulsewidths of 15 fs were obtained with double-sided pumping [156],[157]. Unfortunately, pumping at such short wavelengths introduced additional losses within the laser crystal that significantly reduced the conversion efficiencies and were not observed at green pump wavelengths [155]. This leaves the option of frequency converted diode lasers. As shown above, DBR-tapered diode lasers fulfill all requirements for efficient green light generation [32],[103], and frequency conversion results in high-power emission with good spatial quality. Based on previous results obtained with a single emitter, a portable and robust green diode laser system is developed for direct pumping of Ti:sapphire lasers.

### 7.2. Experimental setup for a diode based pump laser

The setup illustrated in Figure 59 is a more compact version of the approach published by Jensen et al. [32]. A 1062 nm DBR-tapered diode laser is collimated in both axes, corrected for astigmatism, and protected against optical feedback. The diode laser is connected to an electronic filter that suppresses electronic noise from the high-power switch-mode power supply and therefore prevents a noise transfer when pumping a Ti:sapphire laser. In order to reduce the footprint of the setup, two mirrors tilt the beam over 180°. A lens with a focal length of $f = 100$ mm generates a beam waist of approximately 60 μm inside the 5% MgO:LiNbO$_3$ crystal. A dichroic mirror separates the second harmonic from the fundamental laser emission. An additional lens with a focal length of $f = 200$ mm collimates the green light to an approximately 2.5 mm wide beam for further experiments.

![Figure 59: Experimental setup for compact diode laser based single-pass frequency conversion.](image)
7.3. Characterization of the diode based pump laser

The RW and TA of the diode laser are operated at injection currents of 300 mA and 14 A, respectively. The maximum fundamental pump power available for frequency conversion is 8.8 W. Second harmonic generation at a crystal temperature of 37 °C results in a maximum of 1.28 W of green light (Figure 60). The maximum conversion efficiency is 14.5%. The corresponding nonlinear and wall-plug efficiencies are 1.9 %/W and 4%, respectively.

![Graph showing second harmonic power and conversion efficiency versus pump power.](image1)

Figure 60: Second harmonic power and conversion efficiency versus pump power of the frequency converted diode laser.

![Spectrum of the second harmonic at maximum performance.](image2)

Figure 61: Spectrum of the second harmonic at maximum performance. The inset shows the fundamental emission spectrum.

Optimum phase-matching is obtained at a laser temperature of 17.66 °C. This results in fundamental and second harmonic emission wavelengths of 1062.45 nm and...
531.22 nm, respectively (Figure 61). Due to the intrinsic wavelength stabilization of the laser, the fundamental and second harmonic emission show narrow spectral bandwidths of $\Delta \lambda = 6$ pm and side-mode suppressions $> 25$ dB.

With spatial qualities of $M^2 = 1.3$ in the fast axis and $M^2 = 1.4$ in the slow axis the generated green emission is nearly diffraction-limited (Figure 62). The amount of power contained in the central lobe ($1/e^2$) is 94%.

![Figure 62: Measured 1/e² beam widths of the second harmonic radiation at maximum performance. The numerical fit shows a good agreement with the data points and indicates nearly diffraction limited emission.](image)

### 7.4. Experimental results for diode pumped Ti:sapphire lasers

The compact Ti:sapphire laser is illustrated in Figure 63. It was introduced as a highly stable, reproducible, user-friendly, low-cost oscillator with high potential for clinical applications [158].

In the experiments a spherical lens ($f = 35$ mm) is applied for focusing green emission into the Ti:sapphire laser crystal. The corresponding pump laser is selected with a flip mirror. The laser crystal has a total length of 3 mm and is positioned at Brewster angle. In addition, the crystal is characterized by a figure of merit $> 150$ and an absorption coefficient of $\alpha = 4.5$ cm$^{-1}$. The former is defined by the ratio of the absorption coefficients at the pump and emission wavelengths [159].

The Ti:sapphire laser is based on an x-folded, Kerr lens mode-locked oscillator. It consists of several chirped mirrors compensating for dispersion. Curved mirrors ($M_1$, $M_2$) with a radius of curvature of $R = 50$ mm generate a beam waist of 18 μm inside the crystal. Kerr lens mode-locking is obtained by a change in the stability range and external perturbations to one end mirror ($M_3$). Using the Kerr effect inside the Ti:sapphire crystal, these perturbations cause intensity dependent changes of the refractive index, resulting in more efficient pulsed moded operation. With a length
of about 1.75 m and $v_{Rep} = c/2L$ [53], the repetition rate $v_{Rep}$ of this oscillator exceeds 80 MHz. The second end mirror ($M_4$) is used as an output coupler with 3% transmission for additional measurements.

The commercial pump laser used for comparison is a diode pumped solid state (DPSS) laser (Laser Quantum, Excel Laser). It provides a diffraction limited beam ($M^2 < 1.1$) with a beam diameter of 1.8 mm and a maximum power of 1.5 W at 532 nm. Its wall-plug efficiency is below 2%.

When pumping the Ti:sapphire laser with the commercial system, a maximum power of 180 mW is obtained (Figure 64). The corresponding conversion efficiency from green to near-infrared is 12%. Direct pumping with 1.1 W from the diode laser leads to an emission of 105 mW. The optical conversion efficiency is reduced to 9.5%. Exchanging the collimation lens ($f = 160$ mm) in order to reduce the beam width of the diode laser down to 2 mm, has a negligible effect and results in a maximum of 110 mW at 1.2 W of green light (9.2%). Compared to the commercial pump laser similar noise properties are measured.

The direct comparison shows that direct pumping with the commercial DPSS laser exceeds the performance achieved with the diode laser by 20 mW to 30 mW at similar pump powers. This deviation corresponds to a 25% drop in optical conversion efficiency for a diode pumped Ti:sapphire laser. The estimated pump threshold increases from 0.2 W to 0.33 W. The slope efficiency decreases from 13.8% to 12.7%. The advantage of diode pumped Ti:sapphire lasers becomes obvious when comparing the wall-plug efficiencies. Due to the superior efficiency of the diode laser the wall-plug efficiency of the Ti:sapphire laser is still improved by a factor $> 2$. 

![Figure 63: Illustration of the Ti:sapphire oscillator used in the experiments. The two arms of the 1.75 m long oscillator are shown with dashed and dotted lines. A flip mirror is used to select a laser system for direct pumping.](image-url)
The deviation observed for CW Ti:sapphire lasers is also seen in mode-locked operation (Figure 65). With the diode laser, a maximum of 82 mW is obtained at 1.2 W of pump power (6.8%). The maximum efficiency of 7.1% is measured at a larger beam width, generating 78 mW. Applying the commercial pump laser, 86 mW are achieved at 1 W of pump power (8.6%).

Figure 64: Obtained output power of the direct pumped Ti:sapphire laser operated in CW mode. Lens 1: \( f = 200 \text{ mm} \). Lens 2: \( f = 160 \text{ mm} \).

Figure 65: Obtained output power of the direct pumped, mode-locked Ti:sapphire laser \((f_1 = 200 \text{ mm}, f_2 = 160 \text{ mm})\).

One explanation for reduced optical conversion efficiencies obtained with the diode laser can be the reduced spatial quality negatively affecting the overlap of the pump beam and generated emission within the Ti:sapphire crystal. In addition, no changes were made to the oscillator when switching from a commercial to a diode based
pump laser. An optimization with respect to the diode laser could reduce or eliminate the observed deviations.

![Figure 66: Emission spectra of a mode-locked Ti:sapphire laser directly pumped with a diode laser or DPSS laser.](image)

![Figure 67: Interferometric autocorrelation trace of the diode pumped Ti:sapphire laser. The inset shows the corresponding spectrum of the mode-locked laser.](image)

In order to estimate the performance of the mode-locked Ti:sapphire laser, emission spectra and interferometric autocorrelation traces are measured. Both pump lasers are set to 1.2 W of pump power. This results in a Ti:sapphire laser emission of 52 mW with the diode laser and 60 mW with the commercial system. The reduced performance compared to the results shown above is due to changes made for the oscillator in order to achieve maximum bandwidths. The emission spectra obtained in mode-locked operation show spectral widths of $\Delta \lambda_{\text{FWMH}} = 112$ nm for the diode
laser and $\Delta \lambda_{\text{FWHM}} = 115$ nm for the commercial laser, respectively (Figure 66). The spectral widths measured according to the $1/e^2$ criteria are 158 nm and correspond to bandwidths of 78 THz. The distinct side-lobes at 700 nm of the measured spectra are caused by a sharp phase change induced by the chirped mirrors. The interferometric autocorrelation trace for the diode pumped Ti:sapphire laser is shown in Figure 67. From this trace a pulse width of less than 20 fs is estimated. The trace shows slightly imperfect alignment and dispersion management. This is indicated by the unusual behavior in the wings of the trace and a reduced signal-to-noise ratio of 7.65:1 compared to the ideal ratio of 8:1 [160]. Due to the non-Gaussian spectral profile the generated pulses are not transform limited, which would result in minimum pulse widths [161].

It is demonstrated that frequency doubled diode lasers are suitable for direct pumping of ultrashort pulsed Ti:sapphire lasers. Compared to a commercial pump laser, similar noise properties are measured. The reduced power performance with the diode laser can be compensated by a superior wall-plug efficiency. Further optimization of the oscillator with respect to the diode laser may help to improve the pump conversion efficiency. In addition, smaller footprints of diode based pump lasers will enable more efficient, low-cost Ti:sapphire lasers with reduced dimensions.
8. Diode pumped Ti:sapphire lasers for OCT

Despite the promising results achieved with direct pumping of Ti:sapphire lasers, the question remains how diode pumped Ti:sapphire lasers perform in biomedical applications such as optical coherence tomography (OCT). This chapter summarizes the results obtained with a diode based system applied to the skin and retina [162].

8.1. Optical coherence tomography

OCT is a well-established, non-invasive, *in vivo* imaging technique in order to obtain 3D images of the morphology of biological tissues [163]. It allows for applications such as early detection of retinal pathologies, guiding of surgical and microsurgical procedures, and optical biopsy often in conjunction with screening of early malignancies [164].

The underlying principle is interferometric imaging of a scattering sample. Light of a low coherent source is split up into a reference arm and a sample arm of an interferometer. In time-domain OCT, depth resolved images are obtained by monitoring the interference intensity while continuously changing the longitudinal path length of the reference arm [164]. Once the path differences between the two arms are within the coherence length of the source a cross-correlated signal is measured and can be translated into depth information. Such a single local measurement is called an A-scan. Lateral scanning across the sample enables the reconstruction of cross-sectional images, which can be stacked to obtain a three dimensional view.

In frequency-domain OCT, the reference arm is fixed and depth resolved images can be obtained by evaluating the measured interference pattern with a spectrometer. The Fourier transform of the measured spectrum provides depth-resolved reflectivity profiles [164]. The measurable penetration depth is given by the ability of the detector to measure high frequencies. Without a required movement of optical components, this method is faster and more stable than time-domain imaging. Furthermore, measuring individual spectral components rather than the entire interference signal increases the sensitivity [165].

The transverse resolution of an OCT system is determined by the ability to focus the incident beam. The axial resolution $\Delta l$ is given by the following relation [164]

$$\Delta l = \frac{2\ln2\lambda_0^2}{\pi\Delta\lambda}.$$  \hspace{1cm} (60)

According to this equation the axial resolution mainly depends on the center wavelength $\lambda_0$ and the bandwidth $\Delta\lambda$ of the applied light source. Typical sources are broadband near-infrared lasers with center frequencies located within a range of 700 nm - 1300 nm. Compared to longer wavelengths or the visible spectral range, this spectral region enables increased penetration depths because of 2 - 3 orders of
magnitude lower absorption by main tissue components such as water, hemoglobin, and melanin [166]. Due to the wavelength dependent optical tissue properties affecting the penetration depth, contrast, and axial resolution, the laser parameters have to be properly chosen [167].

8.2. Diode based laser system for OCT measurements

Based on the concept shown in chapter 7, a compact green diode laser with a footprint of 140 mm x 90 mm is developed for a potential integration into a Ti:sapphire laser system. The laser is collimated using an aspheric lens with a focal length of $f = 2$ mm ($NA = 0.5$) and a cylindrical lens with a focal length of $f = 4$ mm ($NA = 0.5$). The combination of these two lenses generates a nearly circular beam with roughly 1 mm in diameter. In order to prevent optical feedback the AR-coated lenses are followed by a 30 dB optical isolator and a $\lambda/2$ waveplate. In between two mirrors positioned at angles of $45^\circ$ an achromat with a focal length of $f = 40$ mm generates a beam waist of about 35 μm, which proved to be optimum in the experiments.

Frequency conversion is carried out in a 30 mm long, $10^\circ$ angle cut 5% MgO:LiNbO$_3$ crystal (HCPhotonics). Although angle cut crystals are especially applied to suppress optical feedback, the optical isolator still has to be used to protect the diode laser. The periodically poled crystal has a poling period of 6.92 μm.

Behind the crystal, the fundamental laser emission and the second harmonic are separated with a dichroic mirror. An additional lens ($f = 75$ mm) collimates the green laser radiation to an approximately 1 mm wide beam available for direct pumping of Ti:sapphire laser oscillators.

In order to apply this diode laser in an OCT setup, it should ideally provide sufficient output power ($P > 1.3$ W) with a power stability of ± 0.5%. In the described setup the diode laser is stabilized by an external photodiode feedback loop regulating the injection current to the RW of the laser (Figure 68). Figure 69 shows the corresponding measurement over one hour. Due to the feedback loop the output power of 1.45 W is kept stable within ± 3 mW (± 0.2%), which fulfills the requirements given above.
8.3. OCT imaging with a diode pumped Ti:sapphire laser

The diode pumped Ti:sapphire laser is based on an oscillator as previously introduced in [158] and section 0. For retina measurements the oscillator is integrated into a spectrometer based frequency-domain OCT system (Figure 70). The OCT device is based on a solid state pumped Ti:sapphire laser system with a light emitting diode fixation target (FIX) and a scanning laser ophthalmoscope (SLO) for tracking eye-motion. The fiber based design of the OCT system enables simultaneous integration of different light sources, as indicated here with a direct diode pumped Ti:sapphire laser (DDPSSL) and a superluminescent diode (ASE). Fiber-optic couplers split the emission into a shared patient interface and external delay reference arms (REF). Each reference arm consists of a fiber coupled collimator, an attenuator, and a reflector. This compensates differences in dispersion caused by fiber length mismatches and the propagation in biological tissue. The interference signals are evaluated using camera-based spectrometers. The corresponding cameras are selected with respect to the applied wavelengths. Data acquisition and processing are used for real time display of the obtained images. The speed of the OCT system is given by depth sampling line rates of 70 kHz.
Retina measurements are carried out with different light sources. The corresponding source parameters are summarized in Table 3. For eye safety the output powers are reduced below the safety limit. Figure 71 shows a direct comparison of the OCT images obtained with different light sources at 800 nm and 880 nm. The images show that the low absorption at 800 nm in an ocular medium is well suited for obtaining information about the architectural morphology of the retina as an indicator of pathological changes [168],[169]. It should be noted that the images are averaged over 100 (a), 50 (b), and 20 frames (c). The difference in the number of frames is based on the axial resolution with the individual sources. Averaging images with high axial resolution allows for a low number of frames. Saturations effects at larger numbers would reduce the image quality. On the other hand, low resolution images can be averaged with multiple frames in order to improve the final image. The direct comparison of the three sources reveals the difference in resolution resulting from the applied emission bandwidths listed in Table 3. While the image obtained with the superluminescent diode shows a poor axial resolution, the difference becomes less obvious when comparing Ti:sapphire lasers with moderate (b) or ultrabroad bandwidths (c).

Table 3: Spectral bandwidths and output power of different sources applied in retina OCT measurements.

<table>
<thead>
<tr>
<th>Light source</th>
<th>Spectral bandwidth $\Delta \lambda_{\text{FWHM}}$ / nm</th>
<th>Applied output power $P$ / mW</th>
</tr>
</thead>
<tbody>
<tr>
<td>Diode pumped Ti:sapphire laser</td>
<td>90 @ 800 nm</td>
<td>0.8</td>
</tr>
<tr>
<td>Solid state pumped Ti:sapphire laser</td>
<td>170 @ 800 nm</td>
<td>0.8</td>
</tr>
<tr>
<td>Superluminescent diode</td>
<td>47 @ 880 nm</td>
<td>1.2</td>
</tr>
<tr>
<td>Superluminescent diode</td>
<td>111 @ 1070 nm</td>
<td>4.0</td>
</tr>
</tbody>
</table>
Applying sources around 800 nm helps to resolve intraretinal layers down to the choroid. The main limiting factor regarding the penetration depth is the strong scattering and absorption by melanin in the retinal pigment epithelium. In order to penetrate deeper into the choroid longer wavelengths need to be applied. Figure 72 shows a direct comparison of images obtained with different light sources at comparable bandwidths. It can be seen that the longer center wavelength of a 1070 nm superluminescent diode enables imaging below the retinal pigment epithelium at the expense of axial resolution. Comparing the images obtained with Ti:sapphire lasers shows that the image for the solid state pumped laser systems seems to be more grainy, which may result from dispersion compensation artifacts in the setup.
Figure 72: In vivo OCT image of the retina at center wavelengths of 800 nm and 1070 nm. The images show the results obtained with a superluminescent diode (a), a diode pumped Ti:sapphire laser (b) and a solid state pumped Ti:sapphire laser system (c) at comparable bandwidths.

For skin measurements a similar OCT system is applied enabling a transversal resolution of 12 µm over a scanned region of approximately 8 mm x 8 mm with 1024 sampling points per B-scan. The image acquisition rate is 47 kHz (47000 A-scans/s). The source parameters applied in the measurements are summarized in Table 4.

Table 4: Spectral bandwidths and spatial resolutions for light sources applied in OCT skin measurements.

<table>
<thead>
<tr>
<th>Light source</th>
<th>Spectral bandwidth $\Delta \lambda_{\text{FWHM}} / \text{nm}$</th>
<th>axial resolution $\Delta l / \mu\text{m}$</th>
</tr>
</thead>
<tbody>
<tr>
<td>Diode pumped Ti:sapphire laser</td>
<td>30 @ 800 nm</td>
<td>&lt; 10</td>
</tr>
<tr>
<td>Diode pumped Ti:sapphire laser</td>
<td>90 @ 800 nm</td>
<td>&lt; 4</td>
</tr>
<tr>
<td>Solid state pumped Ti:sapphire laser</td>
<td>240 @ 800 nm</td>
<td>&lt; 3</td>
</tr>
</tbody>
</table>

Skin imaging is of high importance in order to diagnose morphological changes that are potentially caused by malignant conditions and various skin diseases occurring in epithelial tissues. [170],[171],[172]. Using OCT based imaging techniques, the obtained imaging depth of about 1 mm - 2 mm is comparable to typical mechanical biopsies. In comparison to this traditional method, optical biopsy allows for in situ,
real-time measurements with high resolution and has become a promising non-invasive technique for imaging of micro-morphological details in tissue. Skin OCT has been demonstrated in numerous applications such as tumor detection [173], monitoring of wound healing processes and treatment effects [174],[175], and the analysis of inflammatory skin conditions and burn depths [172],[176].

Figure 73 shows skin images obtained with all three Ti:sapphire laser systems. The images are acquired at an output power of 2 mW. In all cases, the images visualize the morphology of several cutaneous layers such as the epidermis and dermis, which is of significant importance for early cancer detection [177]. In direct comparison to the solid state pumped system the image quality at reduced spectral bandwidths is sufficient and in principle allows measurements at reduced green pump power. In all cases the achieved penetration depths are mainly limited by the emission wavelength. Longer wavelength may be required in order to obtain greater depths at the expense of axial resolution.

Figure 73: In vivo OCT image of human skin obtained with 800 nm Ti:sapphire lasers. The upper two images show standard resolution OCT with a diode pumped Ti:sapphire laser at different spectral bandwidths. The bottom image shows ultrahigh resolution OCT with a solid state pumped system.

The results obtained for retina and skin OCT clearly show the potential of diode pumped Ti:sapphire laser systems for OCT measurements. In direct comparison with solid state pumped systems a diode pumped laser provides similar results. Increased pump thresholds for ultrabroad bandwidth Ti:sapphire lasers in high-resolution OCT systems may be overcome by implementing high-power beam combined green diode lasers, strengthening the application potential of diode lasers in this biomedical field.
Conclusion

Diode lasers are increasingly attractive for numerous applications. In the biomedical field the provided output power, spatial emission properties, and wavelength coverage of diode lasers have been decisive aspects for their applications in dermatology, diffuse spectroscopy and imaging, or fluorescence measurements. One major challenge in diode laser technology is to obtain high-power laser emission at wavelengths < 600 nm. Especially the green spectral range is of high importance for dermatological applications or in direct pumping of ultrashort pulsed lasers in conjunction with optical coherence tomography, two-photon microscopy or coherent anti-Stokes Raman scattering microscopy. Nonlinear frequency conversion of state-of-the-art near-infrared diode lasers represents a necessary means to overcome these current limitations in diode laser technology. Unfortunately, frequency doubling of a single emitter is limited by thermal effects potentially resulting in laser degradation and failure. In this work new concepts for power-scaling of green diode laser systems are introduced, enhancing their application potential.

The underlying principle for power scaling is spectral beam combining. This technique incoherently combines multiple lasers with an external optical component. With two 1062 nm DBR-tapered diode lasers and a reflecting volume Bragg grating more than 16 W of output power at combining efficiencies > 93% are obtained. In comparison to lasers limited to specific atomic transitions the wavelength tunability of diode lasers simplifies the process of obtaining an overlap of the combined beams. Without affecting the spatial properties of the combined beams, spectral beam combining of diode lasers has a high application potential in conjunction with efficient, compact and cost-effective laser systems with increased brightness. The condition of overlapping beams proves to be an ideal condition for subsequent frequency conversion. Based on sum-frequency generation of two beam combined diode lasers the amount of green light compared to single emitter frequency doubling is increased by a factor of 2.5 - 3.2. At maximum performance 3.9 W are achieved. It is also shown that nonlinear frequency conversion significantly improves the spatial quality. Generating multiple watts of diffraction-limited green light therefore increases the biomedical application potential of such diode laser systems.

In order to increase the output power even further, the developed concept can be expanded combining multiple diode lasers in a multiplexed grating. This is shown for the example of three lasers incoherently combined in a compact and efficient manner. In case of frequency conversion, the unique tunability of diode lasers allows for matching emission wavelengths of simultaneous nonlinear interactions. The obtained output power is given by the sum of the individual contributions and indicates the potential for power scaling. The limiting factors in terms of extending the concept are the grating properties and the acceptance bandwidths of nonlinear crystals. Within these limits future setups can be based on an increased number of
simultaneous nonlinear frequency conversions, leading towards advanced, visible, high-power diode laser systems.

In order to prove the application potential of green diode laser systems, a frequency doubled DBR-tapered diode laser is applied for direct pumping of a mode-locked Ti:sapphire laser. The resulting pump efficiencies are reduced to 75% of the values achieved with a commercial green diode pumped solid state laser. However, due to a superior wall-plug efficiency of the diode laser the overall efficiency of the Ti:sapphire laser is improved by a factor of 2. In mode-locked operation, a spectral bandwidth of 112 nm (FWHM) allows for sub-20 fs short pulses and proves the competitive potential of diode lasers in conjunction with compact and efficient diode pumped Ti:sapphire lasers.

Applying a diode pumped Ti:sapphire laser in OCT measurements of the retina and skin shows similar results as obtained by solid state pumped systems. Implementing the developed concept of beam combining based green diode laser systems will help to overcome the high pump threshold for ultrabroad bandwidth Ti:sapphire lasers required for high-resolution OCT, and strengthen the application potential of diode lasers in this biomedical field.
References


Appendix

The time-varying field of a plane wave propagating along the longitudinal axis $z$ is expressed by the following relation [60]:

$$E_j(z, t) = A_j e^{i(k_j z - \omega_j t + \varphi_j)} + c. c. \quad (A1)$$

In case of SHG, an electric field $E_2$ incident on a nonlinear crystal induces an oscillating polarization $P_4$. According to the nonlinear wave equation [61],

$$-\frac{d^2 E_j}{d z^2} + \frac{n_j^2}{c^2} \frac{\partial^2 E_j}{\partial t^2} = -\frac{1}{\varepsilon_0 c^2} \frac{\partial^2 P_j}{\partial t^2}, \quad (A2)$$

this induced polarization drives the generation of an additional electric field $E_4$, not originally present in the nonlinear medium. In case of SFG, two electric fields $E_1$ and $E_3$ induce an oscillating polarization $P_5$ generating an additional electric field $E_5$. Assuming that $E_2$ solely contributes to frequency doubling and $E_1$ and $E_3$ exclusively contribute to sum-frequency generation, results in a total of five electric fields

$$E_1(z, t) = A_1 e^{i(k_1 z - \omega_1 t + \varphi_1)} \quad (A3)$$

$$E_2(z, t) = A_2 e^{i(k_2 z - \omega_2 t + \varphi_2)} \quad (A4)$$

$$E_3(z, t) = A_3 e^{i(k_3 z - \omega_3 t + \varphi_3)} \quad (A5)$$

$$E_4(z, t) = A_4 e^{i(2k_2 z - \omega_4 t + 2\varphi_2)} \quad (A6)$$

$$E_5(z, t) = A_5 e^{i((k_1 + k_3) z - \omega_5 t + (\varphi_1 + \varphi_3))} \quad (A7)$$

and five induced nonlinear polarizations

$$P_1(z, t) = 4\varepsilon_0 d_{eff} A_5 A_3^* e^{i((k_5 - k_3) z - \omega_1 t + \varphi_1)} \quad (A8)$$

$$P_2(z, t) = 4\varepsilon_0 d_{eff} A_5 A_2^* e^{i((k_4 - k_2) z - \omega_2 t + \varphi_2)} \quad (A9)$$

$$P_3(z, t) = 4\varepsilon_0 d_{eff} A_5 A_1^* e^{i((k_5 - k_1) z - \omega_3 t + \varphi_3)} \quad (A10)$$

$$P_4(z, t) = 2\varepsilon_0 d_{eff} A_2 A_2^* e^{i(2k_2 z - \omega_4 t + 2\varphi_2)} \quad (A11)$$

$$P_5(z, t) = 4\varepsilon_0 d_{eff} A_1 A_3 e^{i((k_1 + k_3) z - \omega_5 t + (\varphi_1 + \varphi_3))} \quad (A12)$$

Solving the left side of the nonlinear wave equation, under the assumption of slowly varying amplitudes

$$\left| \frac{d^2 A_j}{d z^2} \right| \ll \left| k_j \frac{d A_j}{d z} \right| \quad (A13)$$

and
results in the following expression

\[-\nabla^2 E_j + \frac{n_j^2}{c^2} \frac{\partial^2 E_j}{\partial t^2} = -2 \frac{dA_1}{dz} i k_1 e^{i(k_1 z - \omega_1 t + \phi_1)}
- 2 \frac{dA_2}{dz} i k_2 e^{i(k_2 z - \omega_2 t + \phi_2)}
- 2 \frac{dA_3}{dz} i k_3 e^{i(k_3 z - \omega_3 t + \phi_3)}
- 2 \frac{dA_4}{dz} i k_4 e^{i(k_4 z - \omega_4 t + 2\phi_2)}
- 2 \frac{dA_5}{dz} i k_5 e^{i(k_5 z - \omega_5 t + (\phi_1 + \phi_3))}.
\]

Assuming a coherent summation of nonlinear interactions (\(k = k_4 = k_5\), \(\omega = \omega_4 = \omega_5\), and \(\phi = 2\phi_2 = \phi_1 + \phi_3\)) the left side of the nonlinear wave equation can be simplified to

\[-\nabla^2 E_j + \frac{n_j^2}{c^2} \frac{\partial^2 E_j}{\partial t^2} = -2 \frac{dA_1}{dz} i k_1 e^{i(k_1 z - \omega_1 t + \phi_1)}
- 2 \frac{dA_2}{dz} i k_2 e^{i(k_2 z - \omega_2 t + \phi_2)}
- 2 \frac{dA_3}{dz} i k_3 e^{i(k_3 z - \omega_3 t + \phi_3)}
- 2 i k \left(\frac{dA_4}{dz} + \frac{dA_5}{dz}\right) e^{i(k z - \omega t + \phi)}.
\]

The right side of the nonlinear wave equation results in

\[-\frac{1}{\varepsilon_0 c^2} \frac{\partial^2 p}{\partial t^2} = \frac{4 d_{eff} A_5 A_3 \omega_1^2 e^{i((k_5 - k_3) z - \omega_1 t + \phi_1)}}{c^2} + \frac{4 d_{eff} A_4 A_2 \omega_2^2 e^{i((k_4 - k_2) z - \omega_2 t + \phi_2)}}{c^2} + \frac{4 d_{eff} A_5 A_1 \omega_3^2 e^{i((k_5 - k_1) z - \omega_3 t + \phi_3)}}{c^2} + \frac{2 d_{eff} A_2 \omega_4^2 e^{i(2k_2 z - \omega_4 t + 2\phi_2)}}{c^2} + \frac{4 d_{eff} A_1 A_3 \omega_5^2 e^{i((k_1 + k_3) z - \omega_5 t + (\phi_1 + \phi_3))}}{c^2}.
\]
Neglecting all contributions that are not phase-matched results in the following coupled amplitude equations

\[
\frac{dA_1}{dz} = i \frac{2\omega_1 d_{eff}}{n_1 c} A_5 A_3^* e^{i(k_5-k_3-k_1)z} \tag{A18}
\]

\[
\frac{dA_2}{dz} = i \frac{2\omega_2 d_{eff}}{n_2 c} A_4 A_2^* e^{i(k_4-2k_2)z} \tag{A19}
\]

\[
\frac{dA_3}{dz} = i \frac{2\omega_3 d_{eff}}{n_3 c} A_5 A_1^* e^{i(k_5-k_1-k_3)z} \tag{A20}
\]

\[
\frac{dA}{dz} = \frac{dA_4}{dz} + \frac{dA_5}{dz} = i \frac{d_{eff} \omega e^{i\Delta k z}}{nc} (A_2^2 + 2A_1 A_3). \tag{A21}
\]

The equations (A18) - (A20) represent the coupled amplitude equations that take the depletion of the three fundamental waves into account [27]. The last equation represents the coupled amplitude equation for simultaneous SHG and SFG. The corresponding intensity is obtained by integration over the entire crystal length:

\[
A_2(L) = i \frac{d_{eff} \omega}{nc} (A_2^2 + 2A_1 A_3) \int_0^L e^{i\Delta k z} \, dz \tag{A22}
\]

\[
= i \frac{d_{eff} \omega}{nc} (A_2^2 + 2A_1 A_3) \left( \frac{e^{i\Delta k L} - 1}{i\Delta k} \right).
\]

Substituting the amplitudes with

\[
I = 2n\epsilon_0 c |A|^2. \tag{A23}
\]

results in

\[
I = i \frac{2\epsilon_0 d_{eff}^2 \omega^2}{nc} |A|^2 \left| e^{i\Delta k L} - 1 \right|^2 \tag{A24}
\]

and

\[
I = \frac{2\pi^2 d_{eff}^2}{nn_2 A^2 \epsilon_0 c} I_2^2 l^2 \text{ sinc}^2 \left( \frac{\Delta k L}{2} \right)
\]

\[
+ \frac{8\pi^2 d_{eff}^2}{nn_1 n_3 \lambda^2 \epsilon_0 c} I_1 l_3^2 \text{ sinc}^2 \left( \frac{\Delta k L}{2} \right)
\]

\[
+ \frac{4\pi^2 d_{eff}^2}{n\lambda^2 \epsilon_0 c} \frac{l_2 \sqrt{l_1 l_3}}{n_2 \sqrt{n_1 n_3}} l^2 \text{ sinc}^2 \left( \frac{\Delta k L}{2} \right), \tag{A25}
\]

respectively. This last equation consists of individual contributions from SHG and SFG and a third coupling term. Considering the above scenario of matching frequencies and phases, this third term represents the contribution from occurring
interference effects. However, because the superposition of coherent waves does not alter the total intensity this increase is always compensated [141]. The average intensity in case of simultaneous nonlinear interactions is therefore always determined by the summation of the individual contributions.